








































     
     
     
     
     
     
     
          April 26, 2007
     
     
     
     
          Mr. Stu Ryman
          Altamont Environmental
          50 College Street
          Asheville, NC 28801
          
          
     
          RE:   Lab Project Number:  92141536
                Client Project ID:   Jackson Co. LF 2040.12
     
          Dear Mr. Ryman:
     
          Enclosed are the analytical results for sample(s) received by the laboratory on April 3, 2007.  Results reported 
          herein conform to the most current NELAC standards, where applicable, unless otherwise narrated in the body of 
          the report.
     
          Inorganic Wet Chemistry and Metals Analyses were performed at our Pace Asheville laboratory and Organic testing 
          was performed at our Pace Charlotte laboratory unless otherwise footnoted.
     
          If you have any questions concerning this report please feel free to contact me.
     
     
          Sincerely,
     
     
     
     
          Lorri Patton
          lorri.patton@pacelabs.com
          (828) 254-7176
          Project Manager
     
          Enclosures
     
     
     
     
     
     
          

          
     



     
     
                                                 SAMPLE SUMMARY
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     
          Project        Sample
          Sample Number  Number      Client Sample ID                Matrix      Date Collected  Date Received 
          92141536-001   928211879   MW-01                           Water       04/03/07 11:08  04/03/07 15:34
          92141536-002   928211887   MW-02                           Water       04/03/07 13:33  04/03/07 15:34
          92141536-003   928211895   MW-03                           Water       04/03/07 14:24  04/03/07 15:34
          92141536-004   928211903   MW-04                           Water       04/03/07 11:49  04/03/07 15:34
          92141536-005   928211911   MW-05                           Water       04/03/07 09:34  04/03/07 15:34
          92141536-006   928211929   MW-06                           Water       04/03/07 10:20  04/03/07 15:34
          92141536-007   928211937   SW-01                           Water       04/03/07 12:05  04/03/07 15:34
          92141536-008   928211945   SW-02                           Water       04/03/07 13:47  04/03/07 15:34
          92141536-009   928211952   TRIP BLANK                      Water       04/03/07        04/03/07 15:34
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
          
          
     



     
     
                                            SAMPLE ANALYTE COUNT
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     
     Project                                                    Analysis                                     Analytes
     Sample Number  Sample No  Client Sample ID                   Code      Analysis Description             Reported
     92141536-001   928211879  MW-01                           6010T WL92   Metals by Trace ICP                 16
                                                               7470  WL92   Mercury, CVAAS, in Water             1
                                                               8260X WL92   GC/MS VOCs by 8260, low level       54
     92141536-002   928211887  MW-02                           6010T WL92   Metals by Trace ICP                 16
                                                               7470  WL92   Mercury, CVAAS, in Water             1
                                                               8260X WL92   GC/MS VOCs by 8260, low level       54
     92141536-003   928211895  MW-03                           6010T WL92   Metals by Trace ICP                 16
                                                               7470  WL92   Mercury, CVAAS, in Water             1
                                                               8260X WL92   GC/MS VOCs by 8260, low level       54
     92141536-004   928211903  MW-04                           6010T WL92   Metals by Trace ICP                 16
                                                               7470  WL92   Mercury, CVAAS, in Water             1
                                                               8260X WL92   GC/MS VOCs by 8260, low level       54
     92141536-005   928211911  MW-05                           6010T WL92   Metals by Trace ICP                 16
                                                               7470  WL92   Mercury, CVAAS, in Water             1
                                                               8260X WL92   GC/MS VOCs by 8260, low level       54
     92141536-006   928211929  MW-06                           6010T WL92   Metals by Trace ICP                 16
                                                               7470  WL92   Mercury, CVAAS, in Water             1
                                                               8260X WL92   GC/MS VOCs by 8260, low level       54
     92141536-007   928211937  SW-01                           6010T WL92   Metals by Trace ICP                 16
                                                               7470  WL92   Mercury, CVAAS, in Water             1
                                                               8260X WL92   GC/MS VOCs by 8260, low level       54
     92141536-008   928211945  SW-02                           6010T WL92   Metals by Trace ICP                 16
                                                               7470  WL92   Mercury, CVAAS, in Water             1
                                                               8260X WL92   GC/MS VOCs by 8260, low level       54
     92141536-009   928211952  TRIP BLANK                      8260X WL92   GC/MS VOCs by 8260, low level       54
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
          
          
     



     
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     Lab Sample No:    928211879                             Project Sample Number: 92141536-001    Date Collected: 04/03/07 11:08
     Client Sample ID: MW-01                                                Matrix: Water            Date Received: 04/03/07 15:34
     
     Parameters                          Results       Units   Report Limit  MDL       Analyzed    By    CAS No.    Qual  RegLmt
     Metals
      Metals by Trace ICP             Prep/Method: EPA 3010 / EPA 6010
       Antimony                           ND         ug/l           6.0      2.6   04/11/07 19:17 EWS  7440-36-0                 
       Arsenic                            ND         ug/l          10.       2.7   04/11/07 19:17 EWS  7440-38-2                 
       Barium                             94.      J ug/l         100        0.19  04/11/07 19:17 EWS  7440-39-3                 
       Beryllium                          ND         ug/l           1.0      0.20  04/11/07 19:17 EWS  7440-41-7                 
       Cadmium                             0.90    J ug/l           1.0      0.50  04/11/07 19:17 EWS  7440-43-9                 
       Chromium                            0.49    J ug/l          10.       0.44  04/11/07 19:17 EWS  7440-47-3                 
       Cobalt                             68.        ug/l          10.       0.60  04/11/07 19:17 EWS  7440-48-4                 
       Copper                              1.3     J ug/l          10.       0.30  04/11/07 19:17 EWS  7440-50-8                 
       Lead                               ND         ug/l          10.       4.0   04/11/07 19:17 EWS  7439-92-1                 
       Nickel                              6.8     J ug/l          50.       1.7   04/11/07 19:17 EWS  7440-02-0                 
       Selenium                           ND         ug/l          10.       4.3   04/11/07 19:17 EWS  7782-49-2                 
       Silver                             ND         ug/l          10.       0.50  04/11/07 19:17 EWS  7440-22-4                 
       Thallium                           ND         ug/l           5.5      3.3   04/11/07 19:17 EWS  7440-28-0                 
       Vanadium                           ND         ug/l          25.       0.50  04/11/07 19:17 EWS  7440-62-2                 
       Zinc                               21.        ug/l          10.       1.6   04/11/07 19:17 EWS  7440-66-6                 
       Date Digested                  04/10/07 07:00                               04/10/07 07:00                                
     
      Mercury, CVAAS, in Water        Method: EPA 7470
       Mercury                            ND         ug/l           0.20     0.030 04/04/07 14:13 ALV  7439-97-6                 
     
     GC/MS Volatiles
      GC/MS VOCs by 8260, low level   Method: EPA 8260
       Acetone                            ND         ug/l          25.       1.8   04/05/07 20:42 MCK  67-64-1                   
       Acrylonitrile                      ND         ug/l           5.0      1.6   04/05/07 20:42 MCK  107-13-1                  
       Benzene                             6.2       ug/l           1.0      0.31  04/05/07 20:42 MCK  71-43-2                   
       Bromochloromethane                 ND         ug/l           1.0      0.37  04/05/07 20:42 MCK  74-97-5                   
       Bromodichloromethane               ND         ug/l           1.0      0.21  04/05/07 20:42 MCK  75-27-4                   
       Bromoform                          ND         ug/l           1.0      0.17  04/05/07 20:42 MCK  75-25-2                   
       Bromomethane                       ND         ug/l           1.0      0.51  04/05/07 20:42 MCK  74-83-9                   
       2-Butanone (MEK)                   ND         ug/l           2.0      1.2   04/05/07 20:42 MCK  78-93-3                   
       Carbon disulfide                   ND         ug/l           2.0      1.1   04/05/07 20:42 MCK  75-15-0                   
       Carbon tetrachloride               ND         ug/l           1.0      0.27  04/05/07 20:42 MCK  56-23-5                   
       Chlorobenzene                       4.2       ug/l           1.0      0.15  04/05/07 20:42 MCK  108-90-7                  
       Chloroethane                        1.5       ug/l           1.0      0.78  04/05/07 20:42 MCK  75-00-3                   
       Chloroform                         ND         ug/l           1.0      0.29  04/05/07 20:42 MCK  67-66-3                   
       Chloromethane                      ND         ug/l           1.0      0.78  04/05/07 20:42 MCK  74-87-3                   
       1,2-Dibromo-3-chloropropane        ND         ug/l           1.0      0.39  04/05/07 20:42 MCK  96-12-8                   
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                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     Lab Sample No:    928211879                             Project Sample Number: 92141536-001    Date Collected: 04/03/07 11:08
     Client Sample ID: MW-01                                                Matrix: Water            Date Received: 04/03/07 15:34
     
     Parameters                          Results       Units   Report Limit  MDL       Analyzed    By    CAS No.    Qual  RegLmt
       Dibromochloromethane               ND         ug/l           1.0      0.17  04/05/07 20:42 MCK  124-48-1                  
       1,2-Dibromoethane (EDB)            ND         ug/l           1.0      0.15  04/05/07 20:42 MCK  106-93-4                  
       Dibromomethane                     ND         ug/l           1.0      0.27  04/05/07 20:42 MCK  74-95-3                   
       1,2-Dichlorobenzene                 0.64    J ug/l           1.0      0.14  04/05/07 20:42 MCK  95-50-1                   
       1,4-Dichlorobenzene                15.        ug/l           1.0      0.17  04/05/07 20:42 MCK  106-46-7                  
       trans-1,4-Dichloro-2-butene        ND         ug/l           1.0      0.28  04/05/07 20:42 MCK  110-57-6                  
       1,1-Dichloroethane                  7.8       ug/l           1.0      0.42  04/05/07 20:42 MCK  75-34-3                   
       1,2-Dichloroethane                 ND         ug/l           1.0      0.18  04/05/07 20:42 MCK  107-06-2                  
       1,2-Dichloroethene (Total)         11.        ug/l           1.0            04/05/07 20:42 MCK  540-59-0                  
       1,1-Dichloroethene                 ND         ug/l           1.0      0.39  04/05/07 20:42 MCK  75-35-4                   
       cis-1,2-Dichloroethene             11.        ug/l           1.0      0.33  04/05/07 20:42 MCK  156-59-2                  
       trans-1,2-Dichloroethene           ND         ug/l           1.0      0.44  04/05/07 20:42 MCK  156-60-5                  
       1,2-Dichloropropane                ND         ug/l           1.0      0.20  04/05/07 20:42 MCK  78-87-5                   
       cis-1,3-Dichloropropene            ND         ug/l           1.0      0.17  04/05/07 20:42 MCK  10061-01-5                
       trans-1,3-Dichloropropene          ND         ug/l           1.0      0.12  04/05/07 20:42 MCK  10061-02-6                
       Ethylbenzene                        0.55    J ug/l           1.0      0.17  04/05/07 20:42 MCK  100-41-4                  
       2-Hexanone                         ND         ug/l           5.0      0.62  04/05/07 20:42 MCK  591-78-6                  
       Iodomethane                        ND         ug/l           5.0      0.65  04/05/07 20:42 MCK  74-88-4                   
       Methylene chloride                 ND         ug/l           2.0      0.46  04/05/07 20:42 MCK  75-09-2                   
       4-Methyl-2-pentanone (MIBK)        ND         ug/l           5.0      0.66  04/05/07 20:42 MCK  108-10-1                  
       Styrene                            ND         ug/l           1.0      0.15  04/05/07 20:42 MCK  100-42-5                  
       1,1,1,2-Tetrachloroethane          ND         ug/l           1.0      0.25  04/05/07 20:42 MCK  630-20-6                  
       1,1,2,2-Tetrachloroethane          ND         ug/l           1.0      0.24  04/05/07 20:42 MCK  79-34-5                   
       Tetrachloroethene                   1.6       ug/l           1.0      0.16  04/05/07 20:42 MCK  127-18-4                  
       Toluene                             0.56    J ug/l           1.0      0.24  04/05/07 20:42 MCK  108-88-3                  
       1,1,1-Trichloroethane              ND         ug/l           1.0      0.35  04/05/07 20:42 MCK  71-55-6                   
       1,1,2-Trichloroethane              ND         ug/l           1.0      0.16  04/05/07 20:42 MCK  79-00-5                   
       Trichloroethene                     1.6       ug/l           1.0      0.26  04/05/07 20:42 MCK  79-01-6                   
       Trichlorofluoromethane             ND         ug/l           1.0      0.41  04/05/07 20:42 MCK  75-69-4                   
       1,2,3-Trichloropropane             ND         ug/l           1.0      0.22  04/05/07 20:42 MCK  96-18-4                   
       Vinyl acetate                      ND         ug/l           1.0      0.80  04/05/07 20:42 MCK  108-05-4                  
       Vinyl chloride                     ND         ug/l           1.0      0.58  04/05/07 20:42 MCK  75-01-4                   
       Xylene (Total)                     12.        ug/l           2.0            04/05/07 20:42 MCK  1330-20-7                 
       m&p-Xylene                          1.3     J ug/l           2.0      0.39  04/05/07 20:42 MCK                            
       o-Xylene                           11.        ug/l           1.0      0.17  04/05/07 20:42 MCK  95-47-6                   
       Toluene-d8 (S)                    100         %                             04/05/07 20:42 MCK  2037-26-5                 
       4-Bromofluorobenzene (S)           98         %                             04/05/07 20:42 MCK  460-00-4                  
       Dibromofluoromethane (S)          100         %                             04/05/07 20:42 MCK  1868-53-7                 
       1,2-Dichloroethane-d4 (S)          97         %                             04/05/07 20:42 MCK  17060-07-0                
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                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     Lab Sample No:    928211887                             Project Sample Number: 92141536-002    Date Collected: 04/03/07 13:33
     Client Sample ID: MW-02                                                Matrix: Water            Date Received: 04/03/07 15:34
     
     Parameters                          Results       Units   Report Limit  MDL       Analyzed    By    CAS No.    Qual  RegLmt
     Metals
      Metals by Trace ICP             Prep/Method: EPA 3010 / EPA 6010
       Antimony                           ND         ug/l           6.0      2.6   04/12/07 21:54 EWS  7440-36-0                 
       Arsenic                            ND         ug/l          10.       2.7   04/12/07 21:54 EWS  7440-38-2                 
       Barium                             54.      J ug/l         100        0.19  04/12/07 21:54 EWS  7440-39-3                 
       Beryllium                          ND         ug/l           1.0      0.20  04/12/07 21:54 EWS  7440-41-7                 
       Cadmium                            ND         ug/l           1.0      0.50  04/12/07 21:54 EWS  7440-43-9                 
       Chromium                           ND         ug/l          10.       0.44  04/12/07 21:54 EWS  7440-47-3                 
       Cobalt                              6.0     J ug/l          10.       0.60  04/12/07 21:54 EWS  7440-48-4                 
       Copper                             ND         ug/l          10.       0.30  04/12/07 21:54 EWS  7440-50-8                 
       Lead                               ND         ug/l          10.       4.0   04/12/07 21:54 EWS  7439-92-1                 
       Nickel                              1.9     J ug/l          50.       1.7   04/12/07 21:54 EWS  7440-02-0                 
       Selenium                           ND         ug/l          10.       4.3   04/12/07 21:54 EWS  7782-49-2                 
       Silver                             ND         ug/l          10.       0.50  04/12/07 21:54 EWS  7440-22-4                 
       Thallium                           ND         ug/l           5.5      3.3   04/12/07 21:54 EWS  7440-28-0                 
       Vanadium                           ND         ug/l          25.       0.50  04/12/07 21:54 EWS  7440-62-2                 
       Zinc                               23.        ug/l          10.       1.6   04/12/07 21:54 EWS  7440-66-6                 
       Date Digested                  04/10/07 09:00                               04/10/07 09:00                                
     
      Mercury, CVAAS, in Water        Method: EPA 7470
       Mercury                             0.040   J ug/l           0.20     0.030 04/04/07 14:20 ALV  7439-97-6                 
     
     GC/MS Volatiles
      GC/MS VOCs by 8260, low level   Method: EPA 8260
       Acetone                            ND         ug/l          25.       1.8   04/05/07 21:12 MCK  67-64-1                   
       Acrylonitrile                      ND         ug/l           5.0      1.6   04/05/07 21:12 MCK  107-13-1                  
       Benzene                            ND         ug/l           1.0      0.31  04/05/07 21:12 MCK  71-43-2                   
       Bromochloromethane                 ND         ug/l           1.0      0.37  04/05/07 21:12 MCK  74-97-5                   
       Bromodichloromethane               ND         ug/l           1.0      0.21  04/05/07 21:12 MCK  75-27-4                   
       Bromoform                          ND         ug/l           1.0      0.17  04/05/07 21:12 MCK  75-25-2                   
       Bromomethane                       ND         ug/l           1.0      0.51  04/05/07 21:12 MCK  74-83-9                   
       2-Butanone (MEK)                   ND         ug/l           2.0      1.2   04/05/07 21:12 MCK  78-93-3                   
       Carbon disulfide                   ND         ug/l           2.0      1.1   04/05/07 21:12 MCK  75-15-0                   
       Carbon tetrachloride               ND         ug/l           1.0      0.27  04/05/07 21:12 MCK  56-23-5                   
       Chlorobenzene                       0.22    J ug/l           1.0      0.15  04/05/07 21:12 MCK  108-90-7                  
       Chloroethane                       ND         ug/l           1.0      0.78  04/05/07 21:12 MCK  75-00-3                   
       Chloroform                         ND         ug/l           1.0      0.29  04/05/07 21:12 MCK  67-66-3                   
       Chloromethane                      ND         ug/l           1.0      0.78  04/05/07 21:12 MCK  74-87-3                   
       1,2-Dibromo-3-chloropropane        ND         ug/l           1.0      0.39  04/05/07 21:12 MCK  96-12-8                   
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                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     Lab Sample No:    928211887                             Project Sample Number: 92141536-002    Date Collected: 04/03/07 13:33
     Client Sample ID: MW-02                                                Matrix: Water            Date Received: 04/03/07 15:34
     
     Parameters                          Results       Units   Report Limit  MDL       Analyzed    By    CAS No.    Qual  RegLmt
       Dibromochloromethane               ND         ug/l           1.0      0.17  04/05/07 21:12 MCK  124-48-1                  
       1,2-Dibromoethane (EDB)            ND         ug/l           1.0      0.15  04/05/07 21:12 MCK  106-93-4                  
       Dibromomethane                     ND         ug/l           1.0      0.27  04/05/07 21:12 MCK  74-95-3                   
       1,2-Dichlorobenzene                 0.31    J ug/l           1.0      0.14  04/05/07 21:12 MCK  95-50-1                   
       1,4-Dichlorobenzene                 0.68    J ug/l           1.0      0.17  04/05/07 21:12 MCK  106-46-7                  
       trans-1,4-Dichloro-2-butene        ND         ug/l           1.0      0.28  04/05/07 21:12 MCK  110-57-6                  
       1,1-Dichloroethane                  1.1       ug/l           1.0      0.42  04/05/07 21:12 MCK  75-34-3                   
       1,2-Dichloroethane                 ND         ug/l           1.0      0.18  04/05/07 21:12 MCK  107-06-2                  
       1,2-Dichloroethene (Total)          1.2       ug/l           1.0            04/05/07 21:12 MCK  540-59-0                  
       1,1-Dichloroethene                 ND         ug/l           1.0      0.39  04/05/07 21:12 MCK  75-35-4                   
       cis-1,2-Dichloroethene              1.2       ug/l           1.0      0.33  04/05/07 21:12 MCK  156-59-2                  
       trans-1,2-Dichloroethene           ND         ug/l           1.0      0.44  04/05/07 21:12 MCK  156-60-5                  
       1,2-Dichloropropane                ND         ug/l           1.0      0.20  04/05/07 21:12 MCK  78-87-5                   
       cis-1,3-Dichloropropene            ND         ug/l           1.0      0.17  04/05/07 21:12 MCK  10061-01-5                
       trans-1,3-Dichloropropene          ND         ug/l           1.0      0.12  04/05/07 21:12 MCK  10061-02-6                
       Ethylbenzene                       ND         ug/l           1.0      0.17  04/05/07 21:12 MCK  100-41-4                  
       2-Hexanone                         ND         ug/l           5.0      0.62  04/05/07 21:12 MCK  591-78-6                  
       Iodomethane                        ND         ug/l           5.0      0.65  04/05/07 21:12 MCK  74-88-4                   
       Methylene chloride                 ND         ug/l           2.0      0.46  04/05/07 21:12 MCK  75-09-2                   
       4-Methyl-2-pentanone (MIBK)        ND         ug/l           5.0      0.66  04/05/07 21:12 MCK  108-10-1                  
       Styrene                            ND         ug/l           1.0      0.15  04/05/07 21:12 MCK  100-42-5                  
       1,1,1,2-Tetrachloroethane          ND         ug/l           1.0      0.25  04/05/07 21:12 MCK  630-20-6                  
       1,1,2,2-Tetrachloroethane          ND         ug/l           1.0      0.24  04/05/07 21:12 MCK  79-34-5                   
       Tetrachloroethene                  ND         ug/l           1.0      0.16  04/05/07 21:12 MCK  127-18-4                  
       Toluene                            ND         ug/l           1.0      0.24  04/05/07 21:12 MCK  108-88-3                  
       1,1,1-Trichloroethane              ND         ug/l           1.0      0.35  04/05/07 21:12 MCK  71-55-6                   
       1,1,2-Trichloroethane              ND         ug/l           1.0      0.16  04/05/07 21:12 MCK  79-00-5                   
       Trichloroethene                    ND         ug/l           1.0      0.26  04/05/07 21:12 MCK  79-01-6                   
       Trichlorofluoromethane             ND         ug/l           1.0      0.41  04/05/07 21:12 MCK  75-69-4                   
       1,2,3-Trichloropropane             ND         ug/l           1.0      0.22  04/05/07 21:12 MCK  96-18-4                   
       Vinyl acetate                      ND         ug/l           1.0      0.80  04/05/07 21:12 MCK  108-05-4                  
       Vinyl chloride                     ND         ug/l           1.0      0.58  04/05/07 21:12 MCK  75-01-4                   
       Xylene (Total)                     ND         ug/l           2.0            04/05/07 21:12 MCK  1330-20-7                 
       m&p-Xylene                         ND         ug/l           2.0      0.39  04/05/07 21:12 MCK                            
       o-Xylene                           ND         ug/l           1.0      0.17  04/05/07 21:12 MCK  95-47-6                   
       Toluene-d8 (S)                    101         %                             04/05/07 21:12 MCK  2037-26-5                 
       4-Bromofluorobenzene (S)           98         %                             04/05/07 21:12 MCK  460-00-4                  
       Dibromofluoromethane (S)          100         %                             04/05/07 21:12 MCK  1868-53-7                 
       1,2-Dichloroethane-d4 (S)          96         %                             04/05/07 21:12 MCK  17060-07-0                
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                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     Lab Sample No:    928211895                             Project Sample Number: 92141536-003    Date Collected: 04/03/07 14:24
     Client Sample ID: MW-03                                                Matrix: Water            Date Received: 04/03/07 15:34
     
     Parameters                          Results       Units   Report Limit  MDL       Analyzed    By    CAS No.    Qual  RegLmt
     Metals
      Metals by Trace ICP             Prep/Method: EPA 3010 / EPA 6010
       Antimony                           ND         ug/l           6.0      2.6   04/12/07 21:58 EWS  7440-36-0                 
       Arsenic                            ND         ug/l          10.       2.7   04/12/07 21:58 EWS  7440-38-2                 
       Barium                            140         ug/l         100        0.19  04/12/07 21:58 EWS  7440-39-3                 
       Beryllium                          ND         ug/l           1.0      0.20  04/12/07 21:58 EWS  7440-41-7                 
       Cadmium                            ND         ug/l           1.0      0.50  04/12/07 21:58 EWS  7440-43-9                 
       Chromium                           ND         ug/l          10.       0.44  04/12/07 21:58 EWS  7440-47-3                 
       Cobalt                             61.        ug/l          10.       0.60  04/12/07 21:58 EWS  7440-48-4                 
       Copper                             ND         ug/l          10.       0.30  04/12/07 21:58 EWS  7440-50-8                 
       Lead                               ND         ug/l          10.       4.0   04/12/07 21:58 EWS  7439-92-1                 
       Nickel                              4.1     J ug/l          50.       1.7   04/12/07 21:58 EWS  7440-02-0                 
       Selenium                            6.1     J ug/l          10.       4.3   04/12/07 21:58 EWS  7782-49-2                 
       Silver                             ND         ug/l          10.       0.50  04/12/07 21:58 EWS  7440-22-4                 
       Thallium                           ND         ug/l           5.5      3.3   04/12/07 21:58 EWS  7440-28-0                 
       Vanadium                           ND         ug/l          25.       0.50  04/12/07 21:58 EWS  7440-62-2                 
       Zinc                               21.        ug/l          10.       1.6   04/12/07 21:58 EWS  7440-66-6                 
       Date Digested                  04/10/07 09:00                               04/10/07 09:00                                
     
      Mercury, CVAAS, in Water        Method: EPA 7470
       Mercury                             0.063   J ug/l           0.20     0.030 04/04/07 14:23 ALV  7439-97-6                 
     
     GC/MS Volatiles
      GC/MS VOCs by 8260, low level   Method: EPA 8260
       Acetone                            ND         ug/l          25.       1.8   04/05/07 21:42 MCK  67-64-1                   
       Acrylonitrile                      ND         ug/l           5.0      1.6   04/05/07 21:42 MCK  107-13-1                  
       Benzene                             2.0       ug/l           1.0      0.31  04/05/07 21:42 MCK  71-43-2                   
       Bromochloromethane                 ND         ug/l           1.0      0.37  04/05/07 21:42 MCK  74-97-5                   
       Bromodichloromethane               ND         ug/l           1.0      0.21  04/05/07 21:42 MCK  75-27-4                   
       Bromoform                          ND         ug/l           1.0      0.17  04/05/07 21:42 MCK  75-25-2                   
       Bromomethane                       ND         ug/l           1.0      0.51  04/05/07 21:42 MCK  74-83-9                   
       2-Butanone (MEK)                   ND         ug/l           2.0      1.2   04/05/07 21:42 MCK  78-93-3                   
       Carbon disulfide                   ND         ug/l           2.0      1.1   04/05/07 21:42 MCK  75-15-0                   
       Carbon tetrachloride               ND         ug/l           1.0      0.27  04/05/07 21:42 MCK  56-23-5                   
       Chlorobenzene                       7.5       ug/l           1.0      0.15  04/05/07 21:42 MCK  108-90-7                  
       Chloroethane                        0.90    J ug/l           1.0      0.78  04/05/07 21:42 MCK  75-00-3                   
       Chloroform                         ND         ug/l           1.0      0.29  04/05/07 21:42 MCK  67-66-3                   
       Chloromethane                      ND         ug/l           1.0      0.78  04/05/07 21:42 MCK  74-87-3                   
       1,2-Dibromo-3-chloropropane        ND         ug/l           1.0      0.39  04/05/07 21:42 MCK  96-12-8                   
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                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     Lab Sample No:    928211895                             Project Sample Number: 92141536-003    Date Collected: 04/03/07 14:24
     Client Sample ID: MW-03                                                Matrix: Water            Date Received: 04/03/07 15:34
     
     Parameters                          Results       Units   Report Limit  MDL       Analyzed    By    CAS No.    Qual  RegLmt
       Dibromochloromethane               ND         ug/l           1.0      0.17  04/05/07 21:42 MCK  124-48-1                  
       1,2-Dibromoethane (EDB)            ND         ug/l           1.0      0.15  04/05/07 21:42 MCK  106-93-4                  
       Dibromomethane                     ND         ug/l           1.0      0.27  04/05/07 21:42 MCK  74-95-3                   
       1,2-Dichlorobenzene                 0.86    J ug/l           1.0      0.14  04/05/07 21:42 MCK  95-50-1                   
       1,4-Dichlorobenzene                11.        ug/l           1.0      0.17  04/05/07 21:42 MCK  106-46-7                  
       trans-1,4-Dichloro-2-butene        ND         ug/l           1.0      0.28  04/05/07 21:42 MCK  110-57-6                  
       1,1-Dichloroethane                  2.6       ug/l           1.0      0.42  04/05/07 21:42 MCK  75-34-3                   
       1,2-Dichloroethane                 ND         ug/l           1.0      0.18  04/05/07 21:42 MCK  107-06-2                  
       1,2-Dichloroethene (Total)          4.4       ug/l           1.0            04/05/07 21:42 MCK  540-59-0                  
       1,1-Dichloroethene                 ND         ug/l           1.0      0.39  04/05/07 21:42 MCK  75-35-4                   
       cis-1,2-Dichloroethene              4.4       ug/l           1.0      0.33  04/05/07 21:42 MCK  156-59-2                  
       trans-1,2-Dichloroethene           ND         ug/l           1.0      0.44  04/05/07 21:42 MCK  156-60-5                  
       1,2-Dichloropropane                ND         ug/l           1.0      0.20  04/05/07 21:42 MCK  78-87-5                   
       cis-1,3-Dichloropropene            ND         ug/l           1.0      0.17  04/05/07 21:42 MCK  10061-01-5                
       trans-1,3-Dichloropropene          ND         ug/l           1.0      0.12  04/05/07 21:42 MCK  10061-02-6                
       Ethylbenzene                       ND         ug/l           1.0      0.17  04/05/07 21:42 MCK  100-41-4                  
       2-Hexanone                         ND         ug/l           5.0      0.62  04/05/07 21:42 MCK  591-78-6                  
       Iodomethane                        ND         ug/l           5.0      0.65  04/05/07 21:42 MCK  74-88-4                   
       Methylene chloride                 ND         ug/l           2.0      0.46  04/05/07 21:42 MCK  75-09-2                   
       4-Methyl-2-pentanone (MIBK)        ND         ug/l           5.0      0.66  04/05/07 21:42 MCK  108-10-1                  
       Styrene                            ND         ug/l           1.0      0.15  04/05/07 21:42 MCK  100-42-5                  
       1,1,1,2-Tetrachloroethane          ND         ug/l           1.0      0.25  04/05/07 21:42 MCK  630-20-6                  
       1,1,2,2-Tetrachloroethane          ND         ug/l           1.0      0.24  04/05/07 21:42 MCK  79-34-5                   
       Tetrachloroethene                   0.23    J ug/l           1.0      0.16  04/05/07 21:42 MCK  127-18-4                  
       Toluene                            ND         ug/l           1.0      0.24  04/05/07 21:42 MCK  108-88-3                  
       1,1,1-Trichloroethane              ND         ug/l           1.0      0.35  04/05/07 21:42 MCK  71-55-6                   
       1,1,2-Trichloroethane              ND         ug/l           1.0      0.16  04/05/07 21:42 MCK  79-00-5                   
       Trichloroethene                     0.27    J ug/l           1.0      0.26  04/05/07 21:42 MCK  79-01-6                   
       Trichlorofluoromethane             ND         ug/l           1.0      0.41  04/05/07 21:42 MCK  75-69-4                   
       1,2,3-Trichloropropane             ND         ug/l           1.0      0.22  04/05/07 21:42 MCK  96-18-4                   
       Vinyl acetate                      ND         ug/l           1.0      0.80  04/05/07 21:42 MCK  108-05-4                  
       Vinyl chloride                     ND         ug/l           1.0      0.58  04/05/07 21:42 MCK  75-01-4                   
       Xylene (Total)                     ND         ug/l           2.0            04/05/07 21:42 MCK  1330-20-7                 
       m&p-Xylene                         ND         ug/l           2.0      0.39  04/05/07 21:42 MCK                            
       o-Xylene                           ND         ug/l           1.0      0.17  04/05/07 21:42 MCK  95-47-6                   
       Toluene-d8 (S)                    101         %                             04/05/07 21:42 MCK  2037-26-5                 
       4-Bromofluorobenzene (S)           98         %                             04/05/07 21:42 MCK  460-00-4                  
       Dibromofluoromethane (S)          100         %                             04/05/07 21:42 MCK  1868-53-7                 
       1,2-Dichloroethane-d4 (S)          96         %                             04/05/07 21:42 MCK  17060-07-0                
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                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     Lab Sample No:    928211903                             Project Sample Number: 92141536-004    Date Collected: 04/03/07 11:49
     Client Sample ID: MW-04                                                Matrix: Water            Date Received: 04/03/07 15:34
     
     Parameters                          Results       Units   Report Limit  MDL       Analyzed    By    CAS No.    Qual  RegLmt
     Metals
      Metals by Trace ICP             Prep/Method: EPA 3010 / EPA 6010
       Antimony                           ND         ug/l           6.0      2.6   04/12/07 22:03 EWS  7440-36-0                 
       Arsenic                            ND         ug/l          10.       2.7   04/12/07 22:03 EWS  7440-38-2                 
       Barium                           5500         ug/l         100        0.19  04/12/07 22:03 EWS  7440-39-3                 
       Beryllium                          ND         ug/l           1.0      0.20  04/12/07 22:03 EWS  7440-41-7                 
       Cadmium                            ND         ug/l           1.0      0.50  04/12/07 22:03 EWS  7440-43-9                 
       Chromium                            1.1     J ug/l          10.       0.44  04/12/07 22:03 EWS  7440-47-3                 
       Cobalt                              1.7     J ug/l          10.       0.60  04/12/07 22:03 EWS  7440-48-4                 
       Copper                              0.35    J ug/l          10.       0.30  04/12/07 22:03 EWS  7440-50-8                 
       Lead                               ND         ug/l          10.       4.0   04/12/07 22:03 EWS  7439-92-1                 
       Nickel                             ND         ug/l          50.       1.7   04/12/07 22:03 EWS  7440-02-0                 
       Selenium                            4.7     J ug/l          10.       4.3   04/12/07 22:03 EWS  7782-49-2                 
       Silver                             ND         ug/l          10.       0.50  04/12/07 22:03 EWS  7440-22-4                 
       Thallium                           ND         ug/l           5.5      3.3   04/12/07 22:03 EWS  7440-28-0                 
       Vanadium                            1.8     J ug/l          25.       0.50  04/12/07 22:03 EWS  7440-62-2                 
       Zinc                               27.        ug/l          10.       1.6   04/12/07 22:03 EWS  7440-66-6                 
       Date Digested                  04/10/07 09:00                               04/10/07 09:00                                
     
      Mercury, CVAAS, in Water        Method: EPA 7470
       Mercury                             0.18    J ug/l           0.20     0.030 04/04/07 14:25 ALV  7439-97-6                 
     
     GC/MS Volatiles
      GC/MS VOCs by 8260, low level   Method: EPA 8260
       Acetone                            ND         ug/l          25.       1.8   04/05/07 22:12 MCK  67-64-1                   
       Acrylonitrile                      ND         ug/l           5.0      1.6   04/05/07 22:12 MCK  107-13-1                  
       Benzene                             1.3       ug/l           1.0      0.31  04/05/07 22:12 MCK  71-43-2                   
       Bromochloromethane                 ND         ug/l           1.0      0.37  04/05/07 22:12 MCK  74-97-5                   
       Bromodichloromethane               ND         ug/l           1.0      0.21  04/05/07 22:12 MCK  75-27-4                   
       Bromoform                          ND         ug/l           1.0      0.17  04/05/07 22:12 MCK  75-25-2                   
       Bromomethane                       ND         ug/l           1.0      0.51  04/05/07 22:12 MCK  74-83-9                   
       2-Butanone (MEK)                   ND         ug/l           2.0      1.2   04/05/07 22:12 MCK  78-93-3                   
       Carbon disulfide                   ND         ug/l           2.0      1.1   04/05/07 22:12 MCK  75-15-0                   
       Carbon tetrachloride               ND         ug/l           1.0      0.27  04/05/07 22:12 MCK  56-23-5                   
       Chlorobenzene                       6.2       ug/l           1.0      0.15  04/05/07 22:12 MCK  108-90-7                  
       Chloroethane                       ND         ug/l           1.0      0.78  04/05/07 22:12 MCK  75-00-3                   
       Chloroform                         ND         ug/l           1.0      0.29  04/05/07 22:12 MCK  67-66-3                   
       Chloromethane                      ND         ug/l           1.0      0.78  04/05/07 22:12 MCK  74-87-3                   
       1,2-Dibromo-3-chloropropane        ND         ug/l           1.0      0.39  04/05/07 22:12 MCK  96-12-8                   
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                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     Lab Sample No:    928211903                             Project Sample Number: 92141536-004    Date Collected: 04/03/07 11:49
     Client Sample ID: MW-04                                                Matrix: Water            Date Received: 04/03/07 15:34
     
     Parameters                          Results       Units   Report Limit  MDL       Analyzed    By    CAS No.    Qual  RegLmt
       Dibromochloromethane               ND         ug/l           1.0      0.17  04/05/07 22:12 MCK  124-48-1                  
       1,2-Dibromoethane (EDB)            ND         ug/l           1.0      0.15  04/05/07 22:12 MCK  106-93-4                  
       Dibromomethane                     ND         ug/l           1.0      0.27  04/05/07 22:12 MCK  74-95-3                   
       1,2-Dichlorobenzene                 0.69    J ug/l           1.0      0.14  04/05/07 22:12 MCK  95-50-1                   
       1,4-Dichlorobenzene                 8.4       ug/l           1.0      0.17  04/05/07 22:12 MCK  106-46-7                  
       trans-1,4-Dichloro-2-butene        ND         ug/l           1.0      0.28  04/05/07 22:12 MCK  110-57-6                  
       1,1-Dichloroethane                  0.50    J ug/l           1.0      0.42  04/05/07 22:12 MCK  75-34-3                   
       1,2-Dichloroethane                 ND         ug/l           1.0      0.18  04/05/07 22:12 MCK  107-06-2                  
       1,2-Dichloroethene (Total)         11.        ug/l           1.0            04/05/07 22:12 MCK  540-59-0                  
       1,1-Dichloroethene                 ND         ug/l           1.0      0.39  04/05/07 22:12 MCK  75-35-4                   
       cis-1,2-Dichloroethene             11.        ug/l           1.0      0.33  04/05/07 22:12 MCK  156-59-2                  
       trans-1,2-Dichloroethene           ND         ug/l           1.0      0.44  04/05/07 22:12 MCK  156-60-5                  
       1,2-Dichloropropane                ND         ug/l           1.0      0.20  04/05/07 22:12 MCK  78-87-5                   
       cis-1,3-Dichloropropene            ND         ug/l           1.0      0.17  04/05/07 22:12 MCK  10061-01-5                
       trans-1,3-Dichloropropene          ND         ug/l           1.0      0.12  04/05/07 22:12 MCK  10061-02-6                
       Ethylbenzene                       ND         ug/l           1.0      0.17  04/05/07 22:12 MCK  100-41-4                  
       2-Hexanone                         ND         ug/l           5.0      0.62  04/05/07 22:12 MCK  591-78-6                  
       Iodomethane                        ND         ug/l           5.0      0.65  04/05/07 22:12 MCK  74-88-4                   
       Methylene chloride                 ND         ug/l           2.0      0.46  04/05/07 22:12 MCK  75-09-2                   
       4-Methyl-2-pentanone (MIBK)        ND         ug/l           5.0      0.66  04/05/07 22:12 MCK  108-10-1                  
       Styrene                            ND         ug/l           1.0      0.15  04/05/07 22:12 MCK  100-42-5                  
       1,1,1,2-Tetrachloroethane          ND         ug/l           1.0      0.25  04/05/07 22:12 MCK  630-20-6                  
       1,1,2,2-Tetrachloroethane          ND         ug/l           1.0      0.24  04/05/07 22:12 MCK  79-34-5                   
       Tetrachloroethene                   0.38    J ug/l           1.0      0.16  04/05/07 22:12 MCK  127-18-4                  
       Toluene                            ND         ug/l           1.0      0.24  04/05/07 22:12 MCK  108-88-3                  
       1,1,1-Trichloroethane              ND         ug/l           1.0      0.35  04/05/07 22:12 MCK  71-55-6                   
       1,1,2-Trichloroethane              ND         ug/l           1.0      0.16  04/05/07 22:12 MCK  79-00-5                   
       Trichloroethene                     0.38    J ug/l           1.0      0.26  04/05/07 22:12 MCK  79-01-6                   
       Trichlorofluoromethane             ND         ug/l           1.0      0.41  04/05/07 22:12 MCK  75-69-4                   
       1,2,3-Trichloropropane             ND         ug/l           1.0      0.22  04/05/07 22:12 MCK  96-18-4                   
       Vinyl acetate                      ND         ug/l           1.0      0.80  04/05/07 22:12 MCK  108-05-4                  
       Vinyl chloride                     ND         ug/l           1.0      0.58  04/05/07 22:12 MCK  75-01-4                   
       Xylene (Total)                     ND         ug/l           2.0            04/05/07 22:12 MCK  1330-20-7                 
       m&p-Xylene                         ND         ug/l           2.0      0.39  04/05/07 22:12 MCK                            
       o-Xylene                           ND         ug/l           1.0      0.17  04/05/07 22:12 MCK  95-47-6                   
       Toluene-d8 (S)                    100         %                             04/05/07 22:12 MCK  2037-26-5                 
       4-Bromofluorobenzene (S)           96         %                             04/05/07 22:12 MCK  460-00-4                  
       Dibromofluoromethane (S)           99         %                             04/05/07 22:12 MCK  1868-53-7                 
       1,2-Dichloroethane-d4 (S)          96         %                             04/05/07 22:12 MCK  17060-07-0                
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                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     Lab Sample No:    928211911                             Project Sample Number: 92141536-005    Date Collected: 04/03/07 09:34
     Client Sample ID: MW-05                                                Matrix: Water            Date Received: 04/03/07 15:34
     
     Parameters                          Results       Units   Report Limit  MDL       Analyzed    By    CAS No.    Qual  RegLmt
     Metals
      Metals by Trace ICP             Prep/Method: EPA 3010 / EPA 6010
       Antimony                           ND         ug/l           6.0      2.6   04/12/07 22:08 EWS  7440-36-0                 
       Arsenic                            ND         ug/l          10.       2.7   04/12/07 22:08 EWS  7440-38-2                 
       Barium                            310         ug/l         100        0.19  04/12/07 22:08 EWS  7440-39-3                 
       Beryllium                           0.74    J ug/l           1.0      0.20  04/12/07 22:08 EWS  7440-41-7                 
       Cadmium                            ND         ug/l           1.0      0.50  04/12/07 22:08 EWS  7440-43-9                 
       Chromium                            4.5     J ug/l          10.       0.44  04/12/07 22:08 EWS  7440-47-3                 
       Cobalt                             ND         ug/l          10.       0.60  04/12/07 22:08 EWS  7440-48-4                 
       Copper                             27.        ug/l          10.       0.30  04/12/07 22:08 EWS  7440-50-8                 
       Lead                                6.3     J ug/l          10.       4.0   04/12/07 22:08 EWS  7439-92-1                 
       Nickel                              9.8     J ug/l          50.       1.7   04/12/07 22:08 EWS  7440-02-0                 
       Selenium                           11.        ug/l          10.       4.3   04/12/07 22:08 EWS  7782-49-2                 
       Silver                             ND         ug/l          10.       0.50  04/12/07 22:08 EWS  7440-22-4                 
       Thallium                           ND         ug/l           5.5      3.3   04/12/07 22:08 EWS  7440-28-0                 
       Vanadium                           21.      J ug/l          25.       0.50  04/12/07 22:08 EWS  7440-62-2                 
       Zinc                               54.        ug/l          10.       1.6   04/12/07 22:08 EWS  7440-66-6                 
       Date Digested                  04/10/07 09:00                               04/10/07 09:00                                
     
      Mercury, CVAAS, in Water        Method: EPA 7470
       Mercury                             0.13    J ug/l           0.20     0.030 04/04/07 14:27 ALV  7439-97-6                 
     
     GC/MS Volatiles
      GC/MS VOCs by 8260, low level   Method: EPA 8260
       Acetone                            ND         ug/l          25.       1.8   04/05/07 22:42 MCK  67-64-1                   
       Acrylonitrile                      ND         ug/l           5.0      1.6   04/05/07 22:42 MCK  107-13-1                  
       Benzene                             1.9       ug/l           1.0      0.31  04/05/07 22:42 MCK  71-43-2                   
       Bromochloromethane                 ND         ug/l           1.0      0.37  04/05/07 22:42 MCK  74-97-5                   
       Bromodichloromethane               ND         ug/l           1.0      0.21  04/05/07 22:42 MCK  75-27-4                   
       Bromoform                          ND         ug/l           1.0      0.17  04/05/07 22:42 MCK  75-25-2                   
       Bromomethane                       ND         ug/l           1.0      0.51  04/05/07 22:42 MCK  74-83-9                   
       2-Butanone (MEK)                   ND         ug/l           2.0      1.2   04/05/07 22:42 MCK  78-93-3                   
       Carbon disulfide                   ND         ug/l           2.0      1.1   04/05/07 22:42 MCK  75-15-0                   
       Carbon tetrachloride               ND         ug/l           1.0      0.27  04/05/07 22:42 MCK  56-23-5                   
       Chlorobenzene                       7.9       ug/l           1.0      0.15  04/05/07 22:42 MCK  108-90-7                  
       Chloroethane                       ND         ug/l           1.0      0.78  04/05/07 22:42 MCK  75-00-3                   
       Chloroform                         ND         ug/l           1.0      0.29  04/05/07 22:42 MCK  67-66-3                   
       Chloromethane                      ND         ug/l           1.0      0.78  04/05/07 22:42 MCK  74-87-3                   
       1,2-Dibromo-3-chloropropane        ND         ug/l           1.0      0.39  04/05/07 22:42 MCK  96-12-8                   
     
     
          Date: 04/26/07                                                                                                                         Page: 9 of 39
          
          
     



     
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     Lab Sample No:    928211911                             Project Sample Number: 92141536-005    Date Collected: 04/03/07 09:34
     Client Sample ID: MW-05                                                Matrix: Water            Date Received: 04/03/07 15:34
     
     Parameters                          Results       Units   Report Limit  MDL       Analyzed    By    CAS No.    Qual  RegLmt
       Dibromochloromethane               ND         ug/l           1.0      0.17  04/05/07 22:42 MCK  124-48-1                  
       1,2-Dibromoethane (EDB)            ND         ug/l           1.0      0.15  04/05/07 22:42 MCK  106-93-4                  
       Dibromomethane                     ND         ug/l           1.0      0.27  04/05/07 22:42 MCK  74-95-3                   
       1,2-Dichlorobenzene                 0.80    J ug/l           1.0      0.14  04/05/07 22:42 MCK  95-50-1                   
       1,4-Dichlorobenzene                17.        ug/l           1.0      0.17  04/05/07 22:42 MCK  106-46-7                  
       trans-1,4-Dichloro-2-butene        ND         ug/l           1.0      0.28  04/05/07 22:42 MCK  110-57-6                  
       1,1-Dichloroethane                  0.49    J ug/l           1.0      0.42  04/05/07 22:42 MCK  75-34-3                   
       1,2-Dichloroethane                 ND         ug/l           1.0      0.18  04/05/07 22:42 MCK  107-06-2                  
       1,2-Dichloroethene (Total)         32.        ug/l           1.0            04/05/07 22:42 MCK  540-59-0                  
       1,1-Dichloroethene                 ND         ug/l           1.0      0.39  04/05/07 22:42 MCK  75-35-4                   
       cis-1,2-Dichloroethene             32.        ug/l           1.0      0.33  04/05/07 22:42 MCK  156-59-2                  
       trans-1,2-Dichloroethene           ND         ug/l           1.0      0.44  04/05/07 22:42 MCK  156-60-5                  
       1,2-Dichloropropane                ND         ug/l           1.0      0.20  04/05/07 22:42 MCK  78-87-5                   
       cis-1,3-Dichloropropene            ND         ug/l           1.0      0.17  04/05/07 22:42 MCK  10061-01-5                
       trans-1,3-Dichloropropene          ND         ug/l           1.0      0.12  04/05/07 22:42 MCK  10061-02-6                
       Ethylbenzene                       ND         ug/l           1.0      0.17  04/05/07 22:42 MCK  100-41-4                  
       2-Hexanone                         ND         ug/l           5.0      0.62  04/05/07 22:42 MCK  591-78-6                  
       Iodomethane                        ND         ug/l           5.0      0.65  04/05/07 22:42 MCK  74-88-4                   
       Methylene chloride                 ND         ug/l           2.0      0.46  04/05/07 22:42 MCK  75-09-2                   
       4-Methyl-2-pentanone (MIBK)        ND         ug/l           5.0      0.66  04/05/07 22:42 MCK  108-10-1                  
       Styrene                            ND         ug/l           1.0      0.15  04/05/07 22:42 MCK  100-42-5                  
       1,1,1,2-Tetrachloroethane          ND         ug/l           1.0      0.25  04/05/07 22:42 MCK  630-20-6                  
       1,1,2,2-Tetrachloroethane          ND         ug/l           1.0      0.24  04/05/07 22:42 MCK  79-34-5                   
       Tetrachloroethene                  ND         ug/l           1.0      0.16  04/05/07 22:42 MCK  127-18-4                  
       Toluene                            ND         ug/l           1.0      0.24  04/05/07 22:42 MCK  108-88-3                  
       1,1,1-Trichloroethane              ND         ug/l           1.0      0.35  04/05/07 22:42 MCK  71-55-6                   
       1,1,2-Trichloroethane              ND         ug/l           1.0      0.16  04/05/07 22:42 MCK  79-00-5                   
       Trichloroethene                    ND         ug/l           1.0      0.26  04/05/07 22:42 MCK  79-01-6                   
       Trichlorofluoromethane             ND         ug/l           1.0      0.41  04/05/07 22:42 MCK  75-69-4                   
       1,2,3-Trichloropropane             ND         ug/l           1.0      0.22  04/05/07 22:42 MCK  96-18-4                   
       Vinyl acetate                      ND         ug/l           1.0      0.80  04/05/07 22:42 MCK  108-05-4                  
       Vinyl chloride                     ND         ug/l           1.0      0.58  04/05/07 22:42 MCK  75-01-4                   
       Xylene (Total)                     ND         ug/l           2.0            04/05/07 22:42 MCK  1330-20-7                 
       m&p-Xylene                         ND         ug/l           2.0      0.39  04/05/07 22:42 MCK                            
       o-Xylene                           ND         ug/l           1.0      0.17  04/05/07 22:42 MCK  95-47-6                   
       Toluene-d8 (S)                    100         %                             04/05/07 22:42 MCK  2037-26-5                 
       4-Bromofluorobenzene (S)           99         %                             04/05/07 22:42 MCK  460-00-4                  
       Dibromofluoromethane (S)          100         %                             04/05/07 22:42 MCK  1868-53-7                 
       1,2-Dichloroethane-d4 (S)          96         %                             04/05/07 22:42 MCK  17060-07-0                
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                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     Lab Sample No:    928211929                             Project Sample Number: 92141536-006    Date Collected: 04/03/07 10:20
     Client Sample ID: MW-06                                                Matrix: Water            Date Received: 04/03/07 15:34
     
     Parameters                          Results       Units   Report Limit  MDL       Analyzed    By    CAS No.    Qual  RegLmt
     Metals
      Metals by Trace ICP             Prep/Method: EPA 3010 / EPA 6010
       Antimony                           ND         ug/l           6.0      2.6   04/12/07 22:12 EWS  7440-36-0                 
       Arsenic                            ND         ug/l          10.       2.7   04/12/07 22:12 EWS  7440-38-2                 
       Barium                             68.      J ug/l         100        0.19  04/12/07 22:12 EWS  7440-39-3                 
       Beryllium                          ND         ug/l           1.0      0.20  04/12/07 22:12 EWS  7440-41-7                 
       Cadmium                            ND         ug/l           1.0      0.50  04/12/07 22:12 EWS  7440-43-9                 
       Chromium                            2.4     J ug/l          10.       0.44  04/12/07 22:12 EWS  7440-47-3                 
       Cobalt                              4.9     J ug/l          10.       0.60  04/12/07 22:12 EWS  7440-48-4                 
       Copper                              7.5     J ug/l          10.       0.30  04/12/07 22:12 EWS  7440-50-8                 
       Lead                               ND         ug/l          10.       4.0   04/12/07 22:12 EWS  7439-92-1                 
       Nickel                              5.7     J ug/l          50.       1.7   04/12/07 22:12 EWS  7440-02-0                 
       Selenium                           ND         ug/l          10.       4.3   04/12/07 22:12 EWS  7782-49-2                 
       Silver                             ND         ug/l          10.       0.50  04/12/07 22:12 EWS  7440-22-4                 
       Thallium                           ND         ug/l           5.5      3.3   04/12/07 22:12 EWS  7440-28-0                 
       Vanadium                            5.7     J ug/l          25.       0.50  04/12/07 22:12 EWS  7440-62-2                 
       Zinc                               31.        ug/l          10.       1.6   04/12/07 22:12 EWS  7440-66-6                 
       Date Digested                  04/10/07 09:00                               04/10/07 09:00                                
     
      Mercury, CVAAS, in Water        Method: EPA 7470
       Mercury                            ND         ug/l           0.20     0.030 04/04/07 14:30 ALV  7439-97-6                 
     
     GC/MS Volatiles
      GC/MS VOCs by 8260, low level   Method: EPA 8260
       Acetone                            ND         ug/l          25.       1.8   04/05/07 23:12 MCK  67-64-1                   
       Acrylonitrile                      ND         ug/l           5.0      1.6   04/05/07 23:12 MCK  107-13-1                  
       Benzene                             4.7       ug/l           1.0      0.31  04/05/07 23:12 MCK  71-43-2                   
       Bromochloromethane                 ND         ug/l           1.0      0.37  04/05/07 23:12 MCK  74-97-5                   
       Bromodichloromethane               ND         ug/l           1.0      0.21  04/05/07 23:12 MCK  75-27-4                   
       Bromoform                          ND         ug/l           1.0      0.17  04/05/07 23:12 MCK  75-25-2                   
       Bromomethane                       ND         ug/l           1.0      0.51  04/05/07 23:12 MCK  74-83-9                   
       2-Butanone (MEK)                   ND         ug/l           2.0      1.2   04/05/07 23:12 MCK  78-93-3                   
       Carbon disulfide                   ND         ug/l           2.0      1.1   04/05/07 23:12 MCK  75-15-0                   
       Carbon tetrachloride               ND         ug/l           1.0      0.27  04/05/07 23:12 MCK  56-23-5                   
       Chlorobenzene                       3.7       ug/l           1.0      0.15  04/05/07 23:12 MCK  108-90-7                  
       Chloroethane                        1.1       ug/l           1.0      0.78  04/05/07 23:12 MCK  75-00-3                   
       Chloroform                         ND         ug/l           1.0      0.29  04/05/07 23:12 MCK  67-66-3                   
       Chloromethane                      ND         ug/l           1.0      0.78  04/05/07 23:12 MCK  74-87-3                   
       1,2-Dibromo-3-chloropropane        ND         ug/l           1.0      0.39  04/05/07 23:12 MCK  96-12-8                   
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                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     Lab Sample No:    928211929                             Project Sample Number: 92141536-006    Date Collected: 04/03/07 10:20
     Client Sample ID: MW-06                                                Matrix: Water            Date Received: 04/03/07 15:34
     
     Parameters                          Results       Units   Report Limit  MDL       Analyzed    By    CAS No.    Qual  RegLmt
       Dibromochloromethane               ND         ug/l           1.0      0.17  04/05/07 23:12 MCK  124-48-1                  
       1,2-Dibromoethane (EDB)            ND         ug/l           1.0      0.15  04/05/07 23:12 MCK  106-93-4                  
       Dibromomethane                     ND         ug/l           1.0      0.27  04/05/07 23:12 MCK  74-95-3                   
       1,2-Dichlorobenzene                 0.62    J ug/l           1.0      0.14  04/05/07 23:12 MCK  95-50-1                   
       1,4-Dichlorobenzene                13.        ug/l           1.0      0.17  04/05/07 23:12 MCK  106-46-7                  
       trans-1,4-Dichloro-2-butene        ND         ug/l           1.0      0.28  04/05/07 23:12 MCK  110-57-6                  
       1,1-Dichloroethane                  9.7       ug/l           1.0      0.42  04/05/07 23:12 MCK  75-34-3                   
       1,2-Dichloroethane                 ND         ug/l           1.0      0.18  04/05/07 23:12 MCK  107-06-2                  
       1,2-Dichloroethene (Total)         12.        ug/l           1.0            04/05/07 23:12 MCK  540-59-0                  
       1,1-Dichloroethene                 ND         ug/l           1.0      0.39  04/05/07 23:12 MCK  75-35-4                   
       cis-1,2-Dichloroethene             12.        ug/l           1.0      0.33  04/05/07 23:12 MCK  156-59-2                  
       trans-1,2-Dichloroethene           ND         ug/l           1.0      0.44  04/05/07 23:12 MCK  156-60-5                  
       1,2-Dichloropropane                ND         ug/l           1.0      0.20  04/05/07 23:12 MCK  78-87-5                   
       cis-1,3-Dichloropropene            ND         ug/l           1.0      0.17  04/05/07 23:12 MCK  10061-01-5                
       trans-1,3-Dichloropropene          ND         ug/l           1.0      0.12  04/05/07 23:12 MCK  10061-02-6                
       Ethylbenzene                       ND         ug/l           1.0      0.17  04/05/07 23:12 MCK  100-41-4                  
       2-Hexanone                         ND         ug/l           5.0      0.62  04/05/07 23:12 MCK  591-78-6                  
       Iodomethane                        ND         ug/l           5.0      0.65  04/05/07 23:12 MCK  74-88-4                   
       Methylene chloride                 ND         ug/l           2.0      0.46  04/05/07 23:12 MCK  75-09-2                   
       4-Methyl-2-pentanone (MIBK)        ND         ug/l           5.0      0.66  04/05/07 23:12 MCK  108-10-1                  
       Styrene                            ND         ug/l           1.0      0.15  04/05/07 23:12 MCK  100-42-5                  
       1,1,1,2-Tetrachloroethane          ND         ug/l           1.0      0.25  04/05/07 23:12 MCK  630-20-6                  
       1,1,2,2-Tetrachloroethane          ND         ug/l           1.0      0.24  04/05/07 23:12 MCK  79-34-5                   
       Tetrachloroethene                   1.3       ug/l           1.0      0.16  04/05/07 23:12 MCK  127-18-4                  
       Toluene                            ND         ug/l           1.0      0.24  04/05/07 23:12 MCK  108-88-3                  
       1,1,1-Trichloroethane              ND         ug/l           1.0      0.35  04/05/07 23:12 MCK  71-55-6                   
       1,1,2-Trichloroethane              ND         ug/l           1.0      0.16  04/05/07 23:12 MCK  79-00-5                   
       Trichloroethene                     1.5       ug/l           1.0      0.26  04/05/07 23:12 MCK  79-01-6                   
       Trichlorofluoromethane             ND         ug/l           1.0      0.41  04/05/07 23:12 MCK  75-69-4                   
       1,2,3-Trichloropropane             ND         ug/l           1.0      0.22  04/05/07 23:12 MCK  96-18-4                   
       Vinyl acetate                      ND         ug/l           1.0      0.80  04/05/07 23:12 MCK  108-05-4                  
       Vinyl chloride                     ND         ug/l           1.0      0.58  04/05/07 23:12 MCK  75-01-4                   
       Xylene (Total)                     ND         ug/l           2.0            04/05/07 23:12 MCK  1330-20-7                 
       m&p-Xylene                         ND         ug/l           2.0      0.39  04/05/07 23:12 MCK                            
       o-Xylene                            0.42    J ug/l           1.0      0.17  04/05/07 23:12 MCK  95-47-6                   
       Toluene-d8 (S)                    100         %                             04/05/07 23:12 MCK  2037-26-5                 
       4-Bromofluorobenzene (S)           98         %                             04/05/07 23:12 MCK  460-00-4                  
       Dibromofluoromethane (S)          101         %                             04/05/07 23:12 MCK  1868-53-7                 
       1,2-Dichloroethane-d4 (S)          97         %                             04/05/07 23:12 MCK  17060-07-0                
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                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     Lab Sample No:    928211937                             Project Sample Number: 92141536-007    Date Collected: 04/03/07 12:05
     Client Sample ID: SW-01                                                Matrix: Water            Date Received: 04/03/07 15:34
     
     Parameters                          Results       Units   Report Limit  MDL       Analyzed    By    CAS No.    Qual  RegLmt
     Metals
      Metals by Trace ICP             Prep/Method: EPA 3010 / EPA 6010
       Antimony                           ND         ug/l           6.0      2.6   04/12/07 22:16 EWS  7440-36-0                 
       Arsenic                            ND         ug/l          10.       2.7   04/12/07 22:16 EWS  7440-38-2                 
       Barium                             15.      J ug/l         100        0.19  04/12/07 22:16 EWS  7440-39-3                 
       Beryllium                          ND         ug/l           1.0      0.20  04/12/07 22:16 EWS  7440-41-7                 
       Cadmium                            ND         ug/l           1.0      0.50  04/12/07 22:16 EWS  7440-43-9                 
       Chromium                           ND         ug/l          10.       0.44  04/12/07 22:16 EWS  7440-47-3                 
       Cobalt                             ND         ug/l          10.       0.60  04/12/07 22:16 EWS  7440-48-4                 
       Copper                             ND         ug/l          10.       0.30  04/12/07 22:16 EWS  7440-50-8                 
       Lead                               ND         ug/l          10.       4.0   04/12/07 22:16 EWS  7439-92-1                 
       Nickel                             ND         ug/l          50.       1.7   04/12/07 22:16 EWS  7440-02-0                 
       Selenium                           ND         ug/l          10.       4.3   04/12/07 22:16 EWS  7782-49-2                 
       Silver                             ND         ug/l          10.       0.50  04/12/07 22:16 EWS  7440-22-4                 
       Thallium                           ND         ug/l           5.5      3.3   04/12/07 22:16 EWS  7440-28-0                 
       Vanadium                           ND         ug/l          25.       0.50  04/12/07 22:16 EWS  7440-62-2                 
       Zinc                                8.4     J ug/l          10.       1.6   04/12/07 22:16 EWS  7440-66-6                 
       Date Digested                  04/10/07 09:00                               04/10/07 09:00                                
     
      Mercury, CVAAS, in Water        Method: EPA 7470
       Mercury                            ND         ug/l           0.20     0.030 04/04/07 14:32 ALV  7439-97-6                 
     
     GC/MS Volatiles
      GC/MS VOCs by 8260, low level   Method: EPA 8260
       Acetone                            ND         ug/l          25.       1.8   04/05/07 23:42 MCK  67-64-1                   
       Acrylonitrile                      ND         ug/l           5.0      1.6   04/05/07 23:42 MCK  107-13-1                  
       Benzene                            ND         ug/l           1.0      0.31  04/05/07 23:42 MCK  71-43-2                   
       Bromochloromethane                 ND         ug/l           1.0      0.37  04/05/07 23:42 MCK  74-97-5                   
       Bromodichloromethane               ND         ug/l           1.0      0.21  04/05/07 23:42 MCK  75-27-4                   
       Bromoform                          ND         ug/l           1.0      0.17  04/05/07 23:42 MCK  75-25-2                   
       Bromomethane                       ND         ug/l           1.0      0.51  04/05/07 23:42 MCK  74-83-9                   
       2-Butanone (MEK)                   ND         ug/l           2.0      1.2   04/05/07 23:42 MCK  78-93-3                   
       Carbon disulfide                   ND         ug/l           2.0      1.1   04/05/07 23:42 MCK  75-15-0                   
       Carbon tetrachloride               ND         ug/l           1.0      0.27  04/05/07 23:42 MCK  56-23-5                   
       Chlorobenzene                      ND         ug/l           1.0      0.15  04/05/07 23:42 MCK  108-90-7                  
       Chloroethane                       ND         ug/l           1.0      0.78  04/05/07 23:42 MCK  75-00-3                   
       Chloroform                         ND         ug/l           1.0      0.29  04/05/07 23:42 MCK  67-66-3                   
       Chloromethane                      ND         ug/l           1.0      0.78  04/05/07 23:42 MCK  74-87-3                   
       1,2-Dibromo-3-chloropropane        ND         ug/l           1.0      0.39  04/05/07 23:42 MCK  96-12-8                   
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                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     Lab Sample No:    928211937                             Project Sample Number: 92141536-007    Date Collected: 04/03/07 12:05
     Client Sample ID: SW-01                                                Matrix: Water            Date Received: 04/03/07 15:34
     
     Parameters                          Results       Units   Report Limit  MDL       Analyzed    By    CAS No.    Qual  RegLmt
       Dibromochloromethane               ND         ug/l           1.0      0.17  04/05/07 23:42 MCK  124-48-1                  
       1,2-Dibromoethane (EDB)            ND         ug/l           1.0      0.15  04/05/07 23:42 MCK  106-93-4                  
       Dibromomethane                     ND         ug/l           1.0      0.27  04/05/07 23:42 MCK  74-95-3                   
       1,2-Dichlorobenzene                 0.26    J ug/l           1.0      0.14  04/05/07 23:42 MCK  95-50-1                   
       1,4-Dichlorobenzene                ND         ug/l           1.0      0.17  04/05/07 23:42 MCK  106-46-7                  
       trans-1,4-Dichloro-2-butene        ND         ug/l           1.0      0.28  04/05/07 23:42 MCK  110-57-6                  
       1,1-Dichloroethane                 ND         ug/l           1.0      0.42  04/05/07 23:42 MCK  75-34-3                   
       1,2-Dichloroethane                 ND         ug/l           1.0      0.18  04/05/07 23:42 MCK  107-06-2                  
       1,2-Dichloroethene (Total)         ND         ug/l           1.0            04/05/07 23:42 MCK  540-59-0                  
       1,1-Dichloroethene                 ND         ug/l           1.0      0.39  04/05/07 23:42 MCK  75-35-4                   
       cis-1,2-Dichloroethene             ND         ug/l           1.0      0.33  04/05/07 23:42 MCK  156-59-2                  
       trans-1,2-Dichloroethene           ND         ug/l           1.0      0.44  04/05/07 23:42 MCK  156-60-5                  
       1,2-Dichloropropane                ND         ug/l           1.0      0.20  04/05/07 23:42 MCK  78-87-5                   
       cis-1,3-Dichloropropene            ND         ug/l           1.0      0.17  04/05/07 23:42 MCK  10061-01-5                
       trans-1,3-Dichloropropene          ND         ug/l           1.0      0.12  04/05/07 23:42 MCK  10061-02-6                
       Ethylbenzene                       ND         ug/l           1.0      0.17  04/05/07 23:42 MCK  100-41-4                  
       2-Hexanone                         ND         ug/l           5.0      0.62  04/05/07 23:42 MCK  591-78-6                  
       Iodomethane                        ND         ug/l           5.0      0.65  04/05/07 23:42 MCK  74-88-4                   
       Methylene chloride                 ND         ug/l           2.0      0.46  04/05/07 23:42 MCK  75-09-2                   
       4-Methyl-2-pentanone (MIBK)        ND         ug/l           5.0      0.66  04/05/07 23:42 MCK  108-10-1                  
       Styrene                            ND         ug/l           1.0      0.15  04/05/07 23:42 MCK  100-42-5                  
       1,1,1,2-Tetrachloroethane          ND         ug/l           1.0      0.25  04/05/07 23:42 MCK  630-20-6                  
       1,1,2,2-Tetrachloroethane          ND         ug/l           1.0      0.24  04/05/07 23:42 MCK  79-34-5                   
       Tetrachloroethene                  ND         ug/l           1.0      0.16  04/05/07 23:42 MCK  127-18-4                  
       Toluene                            ND         ug/l           1.0      0.24  04/05/07 23:42 MCK  108-88-3                  
       1,1,1-Trichloroethane              ND         ug/l           1.0      0.35  04/05/07 23:42 MCK  71-55-6                   
       1,1,2-Trichloroethane              ND         ug/l           1.0      0.16  04/05/07 23:42 MCK  79-00-5                   
       Trichloroethene                    ND         ug/l           1.0      0.26  04/05/07 23:42 MCK  79-01-6                   
       Trichlorofluoromethane             ND         ug/l           1.0      0.41  04/05/07 23:42 MCK  75-69-4                   
       1,2,3-Trichloropropane             ND         ug/l           1.0      0.22  04/05/07 23:42 MCK  96-18-4                   
       Vinyl acetate                      ND         ug/l           1.0      0.80  04/05/07 23:42 MCK  108-05-4                  
       Vinyl chloride                     ND         ug/l           1.0      0.58  04/05/07 23:42 MCK  75-01-4                   
       Xylene (Total)                     ND         ug/l           2.0            04/05/07 23:42 MCK  1330-20-7                 
       m&p-Xylene                         ND         ug/l           2.0      0.39  04/05/07 23:42 MCK                            
       o-Xylene                           ND         ug/l           1.0      0.17  04/05/07 23:42 MCK  95-47-6                   
       Toluene-d8 (S)                    100         %                             04/05/07 23:42 MCK  2037-26-5                 
       4-Bromofluorobenzene (S)           98         %                             04/05/07 23:42 MCK  460-00-4                  
       Dibromofluoromethane (S)           99         %                             04/05/07 23:42 MCK  1868-53-7                 
       1,2-Dichloroethane-d4 (S)          96         %                             04/05/07 23:42 MCK  17060-07-0                
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                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     Lab Sample No:    928211945                             Project Sample Number: 92141536-008    Date Collected: 04/03/07 13:47
     Client Sample ID: SW-02                                                Matrix: Water            Date Received: 04/03/07 15:34
     
     Parameters                          Results       Units   Report Limit  MDL       Analyzed    By    CAS No.    Qual  RegLmt
     Metals
      Metals by Trace ICP             Prep/Method: EPA 3010 / EPA 6010
       Antimony                           ND         ug/l           6.0      2.6   04/12/07 22:20 EWS  7440-36-0                 
       Arsenic                            ND         ug/l          10.       2.7   04/12/07 22:20 EWS  7440-38-2                 
       Barium                             25.      J ug/l         100        0.19  04/12/07 22:20 EWS  7440-39-3                 
       Beryllium                          ND         ug/l           1.0      0.20  04/12/07 22:20 EWS  7440-41-7                 
       Cadmium                            ND         ug/l           1.0      0.50  04/12/07 22:20 EWS  7440-43-9                 
       Chromium                           ND         ug/l          10.       0.44  04/12/07 22:20 EWS  7440-47-3                 
       Cobalt                             ND         ug/l          10.       0.60  04/12/07 22:20 EWS  7440-48-4                 
       Copper                              0.85    J ug/l          10.       0.30  04/12/07 22:20 EWS  7440-50-8                 
       Lead                               ND         ug/l          10.       4.0   04/12/07 22:20 EWS  7439-92-1                 
       Nickel                             ND         ug/l          50.       1.7   04/12/07 22:20 EWS  7440-02-0                 
       Selenium                           ND         ug/l          10.       4.3   04/12/07 22:20 EWS  7782-49-2                 
       Silver                             ND         ug/l          10.       0.50  04/12/07 22:20 EWS  7440-22-4                 
       Thallium                           ND         ug/l           5.5      3.3   04/12/07 22:20 EWS  7440-28-0                 
       Vanadium                            2.8     J ug/l          25.       0.50  04/12/07 22:20 EWS  7440-62-2                 
       Zinc                               22.        ug/l          10.       1.6   04/12/07 22:20 EWS  7440-66-6                 
       Date Digested                  04/10/07 09:00                               04/10/07 09:00                                
     
      Mercury, CVAAS, in Water        Method: EPA 7470
       Mercury                            ND         ug/l           0.20     0.030 04/04/07 14:34 ALV  7439-97-6                 
     
     GC/MS Volatiles
      GC/MS VOCs by 8260, low level   Method: EPA 8260
       Acetone                            ND         ug/l          25.       1.8   04/07/07 12:43 MCK  67-64-1                   
       Acrylonitrile                      ND         ug/l           5.0      1.6   04/07/07 12:43 MCK  107-13-1                  
       Benzene                            ND         ug/l           1.0      0.31  04/07/07 12:43 MCK  71-43-2                   
       Bromochloromethane                 ND         ug/l           1.0      0.37  04/07/07 12:43 MCK  74-97-5                   
       Bromodichloromethane               ND         ug/l           1.0      0.21  04/07/07 12:43 MCK  75-27-4                   
       Bromoform                          ND         ug/l           1.0      0.17  04/07/07 12:43 MCK  75-25-2                   
       Bromomethane                       ND         ug/l           1.0      0.51  04/07/07 12:43 MCK  74-83-9                   
       2-Butanone (MEK)                   ND         ug/l           2.0      1.2   04/07/07 12:43 MCK  78-93-3                   
       Carbon disulfide                   ND         ug/l           2.0      1.1   04/07/07 12:43 MCK  75-15-0                   
       Carbon tetrachloride               ND         ug/l           1.0      0.27  04/07/07 12:43 MCK  56-23-5                   
       Chlorobenzene                      ND         ug/l           1.0      0.15  04/07/07 12:43 MCK  108-90-7                  
       Chloroethane                       ND         ug/l           1.0      0.78  04/07/07 12:43 MCK  75-00-3                   
       Chloroform                         ND         ug/l           1.0      0.29  04/07/07 12:43 MCK  67-66-3                   
       Chloromethane                      ND         ug/l           1.0      0.78  04/07/07 12:43 MCK  74-87-3                   
       1,2-Dibromo-3-chloropropane        ND         ug/l           1.0      0.39  04/07/07 12:43 MCK  96-12-8                   
     
     
          Date: 04/26/07                                                                                                                         Page: 15 of 39
          
          
     



     
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     Lab Sample No:    928211945                             Project Sample Number: 92141536-008    Date Collected: 04/03/07 13:47
     Client Sample ID: SW-02                                                Matrix: Water            Date Received: 04/03/07 15:34
     
     Parameters                          Results       Units   Report Limit  MDL       Analyzed    By    CAS No.    Qual  RegLmt
       Dibromochloromethane               ND         ug/l           1.0      0.17  04/07/07 12:43 MCK  124-48-1                  
       1,2-Dibromoethane (EDB)            ND         ug/l           1.0      0.15  04/07/07 12:43 MCK  106-93-4                  
       Dibromomethane                     ND         ug/l           1.0      0.27  04/07/07 12:43 MCK  74-95-3                   
       1,2-Dichlorobenzene                ND         ug/l           1.0      0.14  04/07/07 12:43 MCK  95-50-1                   
       1,4-Dichlorobenzene                ND         ug/l           1.0      0.17  04/07/07 12:43 MCK  106-46-7                  
       trans-1,4-Dichloro-2-butene        ND         ug/l           1.0      0.28  04/07/07 12:43 MCK  110-57-6                  
       1,1-Dichloroethane                 ND         ug/l           1.0      0.42  04/07/07 12:43 MCK  75-34-3                   
       1,2-Dichloroethane                 ND         ug/l           1.0      0.18  04/07/07 12:43 MCK  107-06-2                  
       1,2-Dichloroethene (Total)         ND         ug/l           1.0            04/07/07 12:43 MCK  540-59-0                  
       1,1-Dichloroethene                 ND         ug/l           1.0      0.39  04/07/07 12:43 MCK  75-35-4                   
       cis-1,2-Dichloroethene             ND         ug/l           1.0      0.33  04/07/07 12:43 MCK  156-59-2                  
       trans-1,2-Dichloroethene           ND         ug/l           1.0      0.44  04/07/07 12:43 MCK  156-60-5                  
       1,2-Dichloropropane                ND         ug/l           1.0      0.20  04/07/07 12:43 MCK  78-87-5                   
       cis-1,3-Dichloropropene            ND         ug/l           1.0      0.17  04/07/07 12:43 MCK  10061-01-5                
       trans-1,3-Dichloropropene          ND         ug/l           1.0      0.12  04/07/07 12:43 MCK  10061-02-6                
       Ethylbenzene                       ND         ug/l           1.0      0.17  04/07/07 12:43 MCK  100-41-4                  
       2-Hexanone                         ND         ug/l           5.0      0.62  04/07/07 12:43 MCK  591-78-6                  
       Iodomethane                        ND         ug/l           5.0      0.65  04/07/07 12:43 MCK  74-88-4                   
       Methylene chloride                 ND         ug/l           2.0      0.46  04/07/07 12:43 MCK  75-09-2                   
       4-Methyl-2-pentanone (MIBK)        ND         ug/l           5.0      0.66  04/07/07 12:43 MCK  108-10-1                  
       Styrene                            ND         ug/l           1.0      0.15  04/07/07 12:43 MCK  100-42-5                  
       1,1,1,2-Tetrachloroethane          ND         ug/l           1.0      0.25  04/07/07 12:43 MCK  630-20-6                  
       1,1,2,2-Tetrachloroethane          ND         ug/l           1.0      0.24  04/07/07 12:43 MCK  79-34-5                   
       Tetrachloroethene                  ND         ug/l           1.0      0.16  04/07/07 12:43 MCK  127-18-4                  
       Toluene                            ND         ug/l           1.0      0.24  04/07/07 12:43 MCK  108-88-3                  
       1,1,1-Trichloroethane              ND         ug/l           1.0      0.35  04/07/07 12:43 MCK  71-55-6                   
       1,1,2-Trichloroethane              ND         ug/l           1.0      0.16  04/07/07 12:43 MCK  79-00-5                   
       Trichloroethene                    ND         ug/l           1.0      0.26  04/07/07 12:43 MCK  79-01-6                   
       Trichlorofluoromethane             ND         ug/l           1.0      0.41  04/07/07 12:43 MCK  75-69-4                   
       1,2,3-Trichloropropane             ND         ug/l           1.0      0.22  04/07/07 12:43 MCK  96-18-4                   
       Vinyl acetate                      ND         ug/l           1.0      0.80  04/07/07 12:43 MCK  108-05-4                  
       Vinyl chloride                     ND         ug/l           1.0      0.58  04/07/07 12:43 MCK  75-01-4                   
       Xylene (Total)                     ND         ug/l           2.0            04/07/07 12:43 MCK  1330-20-7                 
       m&p-Xylene                         ND         ug/l           2.0      0.39  04/07/07 12:43 MCK                            
       o-Xylene                           ND         ug/l           1.0      0.17  04/07/07 12:43 MCK  95-47-6                   
       Toluene-d8 (S)                     99         %                             04/07/07 12:43 MCK  2037-26-5                 
       4-Bromofluorobenzene (S)           97         %                             04/07/07 12:43 MCK  460-00-4                  
       Dibromofluoromethane (S)           97         %                             04/07/07 12:43 MCK  1868-53-7                 
       1,2-Dichloroethane-d4 (S)          90         %                             04/07/07 12:43 MCK  17060-07-0                
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                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     Lab Sample No:    928211952                             Project Sample Number: 92141536-009    Date Collected: 04/03/07 00:00
     Client Sample ID: TRIP BLANK                                           Matrix: Water            Date Received: 04/03/07 15:34
     
     Parameters                          Results       Units   Report Limit  MDL       Analyzed    By    CAS No.    Qual  RegLmt
     GC/MS Volatiles
      GC/MS VOCs by 8260, low level   Method: EPA 8260
       Acetone                            ND         ug/l          25.       1.8   04/06/07 04:41 MCK  67-64-1                   
       Acrylonitrile                      ND         ug/l           5.0      1.6   04/06/07 04:41 MCK  107-13-1                  
       Benzene                            ND         ug/l           1.0      0.31  04/06/07 04:41 MCK  71-43-2                   
       Bromochloromethane                 ND         ug/l           1.0      0.37  04/06/07 04:41 MCK  74-97-5                   
       Bromodichloromethane               ND         ug/l           1.0      0.21  04/06/07 04:41 MCK  75-27-4                   
       Bromoform                          ND         ug/l           1.0      0.17  04/06/07 04:41 MCK  75-25-2                   
       Bromomethane                       ND         ug/l           1.0      0.51  04/06/07 04:41 MCK  74-83-9                   
       2-Butanone (MEK)                   ND         ug/l           2.0      1.2   04/06/07 04:41 MCK  78-93-3                   
       Carbon disulfide                   ND         ug/l           2.0      1.1   04/06/07 04:41 MCK  75-15-0                   
       Carbon tetrachloride               ND         ug/l           1.0      0.27  04/06/07 04:41 MCK  56-23-5                   
       Chlorobenzene                      ND         ug/l           1.0      0.15  04/06/07 04:41 MCK  108-90-7                  
       Chloroethane                       ND         ug/l           1.0      0.78  04/06/07 04:41 MCK  75-00-3                   
       Chloroform                         ND         ug/l           1.0      0.29  04/06/07 04:41 MCK  67-66-3                   
       Chloromethane                      ND         ug/l           1.0      0.78  04/06/07 04:41 MCK  74-87-3                   
       1,2-Dibromo-3-chloropropane        ND         ug/l           1.0      0.39  04/06/07 04:41 MCK  96-12-8                   
       Dibromochloromethane               ND         ug/l           1.0      0.17  04/06/07 04:41 MCK  124-48-1                  
       1,2-Dibromoethane (EDB)            ND         ug/l           1.0      0.15  04/06/07 04:41 MCK  106-93-4                  
       Dibromomethane                     ND         ug/l           1.0      0.27  04/06/07 04:41 MCK  74-95-3                   
       1,2-Dichlorobenzene                 0.31    J ug/l           1.0      0.14  04/06/07 04:41 MCK  95-50-1                   
       1,4-Dichlorobenzene                ND         ug/l           1.0      0.17  04/06/07 04:41 MCK  106-46-7                  
       trans-1,4-Dichloro-2-butene        ND         ug/l           1.0      0.28  04/06/07 04:41 MCK  110-57-6                  
       1,1-Dichloroethane                 ND         ug/l           1.0      0.42  04/06/07 04:41 MCK  75-34-3                   
       1,2-Dichloroethane                 ND         ug/l           1.0      0.18  04/06/07 04:41 MCK  107-06-2                  
       1,2-Dichloroethene (Total)         ND         ug/l           1.0            04/06/07 04:41 MCK  540-59-0                  
       1,1-Dichloroethene                 ND         ug/l           1.0      0.39  04/06/07 04:41 MCK  75-35-4                   
       cis-1,2-Dichloroethene             ND         ug/l           1.0      0.33  04/06/07 04:41 MCK  156-59-2                  
       trans-1,2-Dichloroethene           ND         ug/l           1.0      0.44  04/06/07 04:41 MCK  156-60-5                  
       1,2-Dichloropropane                ND         ug/l           1.0      0.20  04/06/07 04:41 MCK  78-87-5                   
       cis-1,3-Dichloropropene            ND         ug/l           1.0      0.17  04/06/07 04:41 MCK  10061-01-5                
       trans-1,3-Dichloropropene          ND         ug/l           1.0      0.12  04/06/07 04:41 MCK  10061-02-6                
       Ethylbenzene                       ND         ug/l           1.0      0.17  04/06/07 04:41 MCK  100-41-4                  
       2-Hexanone                         ND         ug/l           5.0      0.62  04/06/07 04:41 MCK  591-78-6                  
       Iodomethane                        ND         ug/l           5.0      0.65  04/06/07 04:41 MCK  74-88-4                   
       Methylene chloride                 ND         ug/l           2.0      0.46  04/06/07 04:41 MCK  75-09-2                   
       4-Methyl-2-pentanone (MIBK)        ND         ug/l           5.0      0.66  04/06/07 04:41 MCK  108-10-1                  
       Styrene                            ND         ug/l           1.0      0.15  04/06/07 04:41 MCK  100-42-5                  
       1,1,1,2-Tetrachloroethane          ND         ug/l           1.0      0.25  04/06/07 04:41 MCK  630-20-6                  
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                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     Lab Sample No:    928211952                             Project Sample Number: 92141536-009    Date Collected: 04/03/07 00:00
     Client Sample ID: TRIP BLANK                                           Matrix: Water            Date Received: 04/03/07 15:34
     
     Parameters                          Results       Units   Report Limit  MDL       Analyzed    By    CAS No.    Qual  RegLmt
       1,1,2,2-Tetrachloroethane          ND         ug/l           1.0      0.24  04/06/07 04:41 MCK  79-34-5                   
       Tetrachloroethene                  ND         ug/l           1.0      0.16  04/06/07 04:41 MCK  127-18-4                  
       Toluene                            ND         ug/l           1.0      0.24  04/06/07 04:41 MCK  108-88-3                  
       1,1,1-Trichloroethane              ND         ug/l           1.0      0.35  04/06/07 04:41 MCK  71-55-6                   
       1,1,2-Trichloroethane              ND         ug/l           1.0      0.16  04/06/07 04:41 MCK  79-00-5                   
       Trichloroethene                    ND         ug/l           1.0      0.26  04/06/07 04:41 MCK  79-01-6                   
       Trichlorofluoromethane             ND         ug/l           1.0      0.41  04/06/07 04:41 MCK  75-69-4                   
       1,2,3-Trichloropropane             ND         ug/l           1.0      0.22  04/06/07 04:41 MCK  96-18-4                   
       Vinyl acetate                      ND         ug/l           1.0      0.80  04/06/07 04:41 MCK  108-05-4                  
       Vinyl chloride                     ND         ug/l           1.0      0.58  04/06/07 04:41 MCK  75-01-4                   
       Xylene (Total)                     ND         ug/l           2.0            04/06/07 04:41 MCK  1330-20-7                 
       m&p-Xylene                         ND         ug/l           2.0      0.39  04/06/07 04:41 MCK                            
       o-Xylene                           ND         ug/l           1.0      0.17  04/06/07 04:41 MCK  95-47-6                   
       Toluene-d8 (S)                    101         %                             04/06/07 04:41 MCK  2037-26-5                 
       4-Bromofluorobenzene (S)          100         %                             04/06/07 04:41 MCK  460-00-4                  
       Dibromofluoromethane (S)           98         %                             04/06/07 04:41 MCK  1868-53-7                 
       1,2-Dichloroethane-d4 (S)          94         %                             04/06/07 04:41 MCK  17060-07-0                
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                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     PARAMETER FOOTNOTES
     
                  Method 9071B modified to use ASE.
     
                  All pH, Free Chlorine, Total Chlorine and Ferrous Iron analyses conducted outside of EPA recommended immediate 
                  hold time.
     
                  Depending on the moisture content the PRLs can be elevated for all soil samples reported on a dry weight basis.
     
                  2-Chloroethyl vinyl ether has been shown to degrade in the presence of acid.
     
          ND      Not detected at or above adjusted reporting limit
          NC      Not Calculable
          J       Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit
          MDL     Adjusted Method Detection Limit
          (S)     Surrogate
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
          Date: 04/26/07                                                                                                                         Page: 19 of 39
          
          
     



     
     
                                                   QUALITY CONTROL DATA
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
            QC Batch: 185137                           Analysis Method: EPA 8260                         
     QC Batch Method: EPA 8260                    Analysis Description: GC/MS VOCs by 8260, low level
     Associated Lab Samples:         928211879    928211887    928211895    928211903    928211911
                                      928211929    928211937
     
     _____________________________________________________________________________________________________________________________
     METHOD BLANK:  928222124
     Associated Lab Samples:     928211879    928211887    928211895    928211903    928211911    928211929    928211937
     
                                                    Blank       Reporting
     Parameter                       Units          Result      Limit     Footnotes 
     Acetone                         ug/l            ND            25.      
     Acrylonitrile                   ug/l            ND             5.0     
     Benzene                         ug/l            ND             1.0     
     Bromochloromethane              ug/l            ND             1.0     
     Bromodichloromethane            ug/l            ND             1.0     
     Bromoform                       ug/l            ND             1.0     
     Bromomethane                    ug/l            ND             1.0     
     2-Butanone (MEK)                ug/l            ND             2.0     
     Carbon disulfide                ug/l            ND             2.0     
     Carbon tetrachloride            ug/l            ND             1.0     
     Chlorobenzene                   ug/l            ND             1.0     
     Chloroethane                    ug/l            ND             1.0     
     Chloroform                      ug/l            ND             1.0     
     Chloromethane                   ug/l            ND             1.0     
     1,2-Dibromo-3-chloropropane     ug/l            ND             1.0     
     Dibromochloromethane            ug/l            ND             1.0     
     1,2-Dibromoethane (EDB)         ug/l            ND             1.0     
     Dibromomethane                  ug/l            ND             1.0     
     1,2-Dichlorobenzene             ug/l             0.35          1.0     
     1,4-Dichlorobenzene             ug/l            ND             1.0     
     trans-1,4-Dichloro-2-butene     ug/l            ND             1.0     
     1,1-Dichloroethane              ug/l            ND             1.0     
     1,2-Dichloroethane              ug/l            ND             1.0     
     1,2-Dichloroethene (Total)      ug/l            ND             1.0     
     1,1-Dichloroethene              ug/l            ND             1.0     
     cis-1,2-Dichloroethene          ug/l            ND             1.0     
     trans-1,2-Dichloroethene        ug/l            ND             1.0     
     1,2-Dichloropropane             ug/l            ND             1.0     
     cis-1,3-Dichloropropene         ug/l            ND             1.0     
     trans-1,3-Dichloropropene       ug/l            ND             1.0     
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                                                   QUALITY CONTROL DATA
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     METHOD BLANK:  928222124
     Associated Lab Samples:     928211879    928211887    928211895    928211903    928211911    928211929    928211937
     
                                                    Blank       Reporting
     Parameter                       Units          Result      Limit     Footnotes 
     Ethylbenzene                    ug/l            ND             1.0     
     2-Hexanone                      ug/l            ND             5.0     
     Iodomethane                     ug/l            ND             5.0     
     Methylene chloride              ug/l            ND             2.0     
     4-Methyl-2-pentanone (MIBK)     ug/l            ND             5.0     
     Styrene                         ug/l            ND             1.0     
     1,1,1,2-Tetrachloroethane       ug/l            ND             1.0     
     1,1,2,2-Tetrachloroethane       ug/l            ND             1.0     
     Tetrachloroethene               ug/l            ND             1.0     
     Toluene                         ug/l            ND             1.0     
     1,1,1-Trichloroethane           ug/l            ND             1.0     
     1,1,2-Trichloroethane           ug/l            ND             1.0     
     Trichloroethene                 ug/l            ND             1.0     
     Trichlorofluoromethane          ug/l            ND             1.0     
     1,2,3-Trichloropropane          ug/l            ND             1.0     
     Vinyl acetate                   ug/l            ND             1.0     
     Vinyl chloride                  ug/l            ND             1.0     
     Xylene (Total)                  ug/l            ND             2.0     
     m&p-Xylene                      ug/l            ND             2.0     
     o-Xylene                        ug/l            ND             1.0     
     Toluene-d8 (S)                  %              101                     
     4-Bromofluorobenzene (S)        %               98                     
     Dibromofluoromethane (S)        %               99                     
     1,2-Dichloroethane-d4 (S)       %               96                     
     
     _____________________________________________________________________________________________________________________________
     LABORATORY CONTROL SAMPLE: 928222132
     
                                                  Spike     LCS       LCS    % Rec
     Parameter                       Units        Conc.    Result    % Rec   Limits  Footnotes 
     Acetone                         ug/l         100.00    86.21       86   50-150        
     Acrylonitrile                   ug/l         250.00   246.7        99   50-150        
     Benzene                         ug/l          50.00    51.69      103   66-123        
     Bromochloromethane              ug/l          50.00    48.58       97   64-125        
     Bromodichloromethane            ug/l          50.00    48.45       97   66-126        
     Bromoform                       ug/l          50.00    44.73       90   50-132        
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                                                   QUALITY CONTROL DATA
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     LABORATORY CONTROL SAMPLE: 928222132
     
                                                  Spike     LCS       LCS    % Rec
     Parameter                       Units        Conc.    Result    % Rec   Limits  Footnotes 
     Bromomethane                    ug/l          50.00    61.96      124   50-150        
     2-Butanone (MEK)                ug/l         100.00    87.42       87   51-135        
     Carbon disulfide                ug/l          50.00    59.55      119   50-150        
     Carbon tetrachloride            ug/l          50.00    56.38      113   65-134        
     Chlorobenzene                   ug/l          50.00    51.31      103   66-123        
     Chloroethane                    ug/l          50.00    55.12      110   52-146        
     Chloroform                      ug/l          50.00    47.32       95   64-128        
     Chloromethane                   ug/l          50.00    45.33       91   25-127        
     1,2-Dibromo-3-chloropropane     ug/l          50.00    40.80       82   56-125        
     Dibromochloromethane            ug/l          50.00    50.95      102   57-131        
     1,2-Dibromoethane (EDB)         ug/l          50.00    48.50       97   64-123        
     Dibromomethane                  ug/l          50.00    48.21       96   64-122        
     1,2-Dichlorobenzene             ug/l          50.00    46.10       92   63-123        
     1,4-Dichlorobenzene             ug/l          50.00    49.58       99   62-123        
     trans-1,4-Dichloro-2-butene     ug/l          50.00    46.93       94   50-143        
     1,1-Dichloroethane              ug/l          50.00    54.64      109   64-132        
     1,2-Dichloroethane              ug/l          50.00    47.86       96   62-123        
     1,1-Dichloroethene              ug/l          50.00    48.19       96   62-139        
     cis-1,2-Dichloroethene          ug/l          50.00    50.27      101   65-130        
     trans-1,2-Dichloroethene        ug/l          50.00    48.66       97   67-134        
     1,2-Dichloropropane             ug/l          50.00    53.80      108   66-124        
     cis-1,3-Dichloropropene         ug/l          50.00    53.67      107   63-127        
     trans-1,3-Dichloropropene       ug/l          50.00    52.53      105   61-126        
     Ethylbenzene                    ug/l          50.00    49.76      100   68-126        
     2-Hexanone                      ug/l         100.00    92.41       92   59-131        
     Iodomethane                     ug/l         100.00   127.1       127   50-150        
     Methylene chloride              ug/l          50.00    54.21      108   54-132        
     4-Methyl-2-pentanone (MIBK)     ug/l         100.00    90.01       90   58-130        
     Styrene                         ug/l          50.00    51.94      104   65-127        
     1,1,1,2-Tetrachloroethane       ug/l          50.00    52.93      106   65-125        
     1,1,2,2-Tetrachloroethane       ug/l          50.00    48.40       97   58-124        
     Tetrachloroethene               ug/l          50.00    51.66      103   50-150        
     Toluene                         ug/l          50.00    49.71       99   66-125        
     1,1,1-Trichloroethane           ug/l          50.00    55.42      111   65-133        
     1,1,2-Trichloroethane           ug/l          50.00    48.63       97   64-122        
     Trichloroethene                 ug/l          50.00    53.63      107   63-134        
     Trichlorofluoromethane          ug/l          50.00    56.66      113   54-135        
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                                                   QUALITY CONTROL DATA
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     LABORATORY CONTROL SAMPLE: 928222132
     
                                                  Spike     LCS       LCS    % Rec
     Parameter                       Units        Conc.    Result    % Rec   Limits  Footnotes 
     1,2,3-Trichloropropane          ug/l          50.00    47.49       95   63-124        
     Vinyl acetate                   ug/l         100.00    91.23       91   50-150        
     Vinyl chloride                  ug/l          50.00    52.19      104   50-130        
     m&p-Xylene                      ug/l         100.00   102.0       102   66-126        
     o-Xylene                        ug/l          50.00    50.95      102   65-126        
     Toluene-d8 (S)                                                     98   70-120        
     4-Bromofluorobenzene (S)                                          100   76-112        
     Dibromofluoromethane (S)                                           99   86-119        
     1,2-Dichloroethane-d4 (S)                                          95   79-130        
     
     _____________________________________________________________________________________________________________________________
     MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 928226117  928226125
     
                                                928211937     Spike       MS        MSD       MS    MSD   % Rec       Max
     Parameter                       Units       Result       Conc.     Result     Result   % Rec % Rec   Limits RPD  RPD  Footnotes 
     Benzene                         ug/l           0          50.00     45.70      50.34      91   101   53-134  10
     Chlorobenzene                   ug/l           0          50.00     44.43      49.37      89    99   53-133  11
     1,1-Dichloroethene              ug/l           0          50.00     42.89      48.37      86    97   50-146  12
     Toluene                         ug/l           0          50.00     42.99      48.19      86    96   51-133  11
     Trichloroethene                 ug/l           0          50.00     46.77      51.34      94   103   55-138   9
     Toluene-d8 (S)                                                                            98    99   70-120
     4-Bromofluorobenzene (S)                                                                  98    96   76-112
     Dibromofluoromethane (S)                                                                 100   102   86-119
     1,2-Dichloroethane-d4 (S)                                                                105   111   79-130
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                                                   QUALITY CONTROL DATA
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
            QC Batch: 185138                           Analysis Method: EPA 8260                         
     QC Batch Method: EPA 8260                    Analysis Description: GC/MS VOCs by 8260, low level
     Associated Lab Samples:         928211952
     
     _____________________________________________________________________________________________________________________________
     METHOD BLANK:  928222140
     Associated Lab Samples:     928211952
     
                                                    Blank       Reporting
     Parameter                       Units          Result      Limit     Footnotes 
     Acetone                         ug/l            ND            25.      
     Acrylonitrile                   ug/l            ND             5.0     
     Benzene                         ug/l            ND             1.0     
     Bromochloromethane              ug/l            ND             1.0     
     Bromodichloromethane            ug/l            ND             1.0     
     Bromoform                       ug/l            ND             1.0     
     Bromomethane                    ug/l            ND             1.0     
     2-Butanone (MEK)                ug/l            ND             2.0     
     Carbon disulfide                ug/l            ND             2.0     
     Carbon tetrachloride            ug/l            ND             1.0     
     Chlorobenzene                   ug/l            ND             1.0     
     Chloroethane                    ug/l            ND             1.0     
     Chloroform                      ug/l            ND             1.0     
     Chloromethane                   ug/l            ND             1.0     
     1,2-Dibromo-3-chloropropane     ug/l            ND             1.0     
     Dibromochloromethane            ug/l            ND             1.0     
     1,2-Dibromoethane (EDB)         ug/l            ND             1.0     
     Dibromomethane                  ug/l            ND             1.0     
     1,2-Dichlorobenzene             ug/l             0.34          1.0     
     1,4-Dichlorobenzene             ug/l            ND             1.0     
     trans-1,4-Dichloro-2-butene     ug/l            ND             1.0     
     1,1-Dichloroethane              ug/l            ND             1.0     
     1,2-Dichloroethane              ug/l            ND             1.0     
     1,2-Dichloroethene (Total)      ug/l            ND             1.0     
     1,1-Dichloroethene              ug/l            ND             1.0     
     cis-1,2-Dichloroethene          ug/l            ND             1.0     
     trans-1,2-Dichloroethene        ug/l            ND             1.0     
     1,2-Dichloropropane             ug/l            ND             1.0     
     cis-1,3-Dichloropropene         ug/l            ND             1.0     
     trans-1,3-Dichloropropene       ug/l            ND             1.0     
     Ethylbenzene                    ug/l            ND             1.0     
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                                                   QUALITY CONTROL DATA
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     METHOD BLANK:  928222140
     Associated Lab Samples:     928211952
     
                                                    Blank       Reporting
     Parameter                       Units          Result      Limit     Footnotes 
     2-Hexanone                      ug/l            ND             5.0     
     Iodomethane                     ug/l            ND             5.0     
     Methylene chloride              ug/l            ND             2.0     
     4-Methyl-2-pentanone (MIBK)     ug/l            ND             5.0     
     Styrene                         ug/l            ND             1.0     
     1,1,1,2-Tetrachloroethane       ug/l            ND             1.0     
     1,1,2,2-Tetrachloroethane       ug/l            ND             1.0     
     Tetrachloroethene               ug/l            ND             1.0     
     Toluene                         ug/l            ND             1.0     
     1,1,1-Trichloroethane           ug/l            ND             1.0     
     1,1,2-Trichloroethane           ug/l            ND             1.0     
     Trichloroethene                 ug/l            ND             1.0     
     Trichlorofluoromethane          ug/l            ND             1.0     
     1,2,3-Trichloropropane          ug/l            ND             1.0     
     Vinyl acetate                   ug/l            ND             1.0     
     Vinyl chloride                  ug/l            ND             1.0     
     Xylene (Total)                  ug/l            ND             2.0     
     m&p-Xylene                      ug/l            ND             2.0     
     o-Xylene                        ug/l            ND             1.0     
     Toluene-d8 (S)                  %              100                     
     4-Bromofluorobenzene (S)        %               97                     
     Dibromofluoromethane (S)        %               99                     
     1,2-Dichloroethane-d4 (S)       %               96                     
     
     _____________________________________________________________________________________________________________________________
     LABORATORY CONTROL SAMPLE: 928222157
     
                                                  Spike     LCS       LCS    % Rec
     Parameter                       Units        Conc.    Result    % Rec   Limits  Footnotes 
     Acetone                         ug/l         100.00    86.71       87   50-150        
     Acrylonitrile                   ug/l         250.00   244.1        98   50-150        
     Benzene                         ug/l          50.00    51.15      102   66-123        
     Bromochloromethane              ug/l          50.00    49.79      100   64-125        
     Bromodichloromethane            ug/l          50.00    48.03       96   66-126        
     Bromoform                       ug/l          50.00    41.23       82   50-132        
     Bromomethane                    ug/l          50.00    60.00      120   50-150        
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                                                   QUALITY CONTROL DATA
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     LABORATORY CONTROL SAMPLE: 928222157
     
                                                  Spike     LCS       LCS    % Rec
     Parameter                       Units        Conc.    Result    % Rec   Limits  Footnotes 
     2-Butanone (MEK)                ug/l         100.00    91.58       92   51-135        
     Carbon disulfide                ug/l          50.00    57.93      116   50-150        
     Carbon tetrachloride            ug/l          50.00    54.29      109   65-134        
     Chlorobenzene                   ug/l          50.00    50.45      101   66-123        
     Chloroethane                    ug/l          50.00    48.86       98   52-146        
     Chloroform                      ug/l          50.00    45.96       92   64-128        
     Chloromethane                   ug/l          50.00    44.51       89   25-127        
     1,2-Dibromo-3-chloropropane     ug/l          50.00    42.66       85   56-125        
     Dibromochloromethane            ug/l          50.00    46.45       93   57-131        
     1,2-Dibromoethane (EDB)         ug/l          50.00    48.12       96   64-123        
     Dibromomethane                  ug/l          50.00    50.07      100   64-122        
     1,2-Dichlorobenzene             ug/l          50.00    46.71       93   63-123        
     1,4-Dichlorobenzene             ug/l          50.00    49.12       98   62-123        
     trans-1,4-Dichloro-2-butene     ug/l          50.00    45.54       91   50-143        
     1,1-Dichloroethane              ug/l          50.00    52.85      106   64-132        
     1,2-Dichloroethane              ug/l          50.00    46.90       94   62-123        
     1,1-Dichloroethene              ug/l          50.00    47.25       94   62-139        
     cis-1,2-Dichloroethene          ug/l          50.00    49.42       99   65-130        
     trans-1,2-Dichloroethene        ug/l          50.00    47.56       95   67-134        
     1,2-Dichloropropane             ug/l          50.00    53.00      106   66-124        
     cis-1,3-Dichloropropene         ug/l          50.00    51.74      103   63-127        
     trans-1,3-Dichloropropene       ug/l          50.00    50.99      102   61-126        
     Ethylbenzene                    ug/l          50.00    48.03       96   68-126        
     2-Hexanone                      ug/l         100.00    95.61       96   59-131        
     Iodomethane                     ug/l         100.00   123.8       124   50-150        
     Methylene chloride              ug/l          50.00    52.63      105   54-132        
     4-Methyl-2-pentanone (MIBK)     ug/l         100.00    94.50       94   58-130        
     Styrene                         ug/l          50.00    50.69      101   65-127        
     1,1,1,2-Tetrachloroethane       ug/l          50.00    48.65       97   65-125        
     1,1,2,2-Tetrachloroethane       ug/l          50.00    48.24       96   58-124        
     Tetrachloroethene               ug/l          50.00    50.80      102   50-150        
     Toluene                         ug/l          50.00    48.99       98   66-125        
     1,1,1-Trichloroethane           ug/l          50.00    51.38      103   65-133        
     1,1,2-Trichloroethane           ug/l          50.00    48.50       97   64-122        
     Trichloroethene                 ug/l          50.00    54.09      108   63-134        
     Trichlorofluoromethane          ug/l          50.00    49.52       99   54-135        
     1,2,3-Trichloropropane          ug/l          50.00    47.53       95   63-124        
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                                                   QUALITY CONTROL DATA
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     LABORATORY CONTROL SAMPLE: 928222157
     
                                                  Spike     LCS       LCS    % Rec
     Parameter                       Units        Conc.    Result    % Rec   Limits  Footnotes 
     Vinyl acetate                   ug/l         100.00    69.20       69   50-150        
     Vinyl chloride                  ug/l          50.00    50.73      101   50-130        
     m&p-Xylene                      ug/l         100.00    99.16       99   66-126        
     o-Xylene                        ug/l          50.00    49.47       99   65-126        
     Toluene-d8 (S)                                                    100   70-120        
     4-Bromofluorobenzene (S)                                           98   76-112        
     Dibromofluoromethane (S)                                          100   86-119        
     1,2-Dichloroethane-d4 (S)                                          94   79-130        
     
     _____________________________________________________________________________________________________________________________
     MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 928226208  928226216
     
                                                928218338     Spike       MS        MSD       MS    MSD   % Rec       Max
     Parameter                       Units       Result       Conc.     Result     Result   % Rec % Rec   Limits RPD  RPD  Footnotes 
     Benzene                         ug/l           0          50.00     48.00      56.63      96   113   53-134  17
     Chlorobenzene                   ug/l           0          50.00     46.74      55.09      94   110   53-133  16
     1,1-Dichloroethene              ug/l           0          50.00     44.67      52.60      89   105   50-146  16
     Toluene                         ug/l           0          50.00     41.01      51.40      82   103   51-133  22
     Trichloroethene                 ug/l           0          50.00     49.01      58.29      98   117   55-138  17
     Toluene-d8 (S)                                                                            92    98   70-120
     4-Bromofluorobenzene (S)                                                                  92    96   76-112
     Dibromofluoromethane (S)                                                                  97   101   86-119
     1,2-Dichloroethane-d4 (S)                                                                105   108   79-130
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                                                   QUALITY CONTROL DATA
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
            QC Batch: 185212                           Analysis Method: EPA 8260                         
     QC Batch Method: EPA 8260                    Analysis Description: GC/MS VOCs by 8260, low level
     Associated Lab Samples:         928211945
     
     _____________________________________________________________________________________________________________________________
     METHOD BLANK:  928226265
     Associated Lab Samples:     928211945
     
                                                    Blank       Reporting
     Parameter                       Units          Result      Limit     Footnotes 
     Acetone                         ug/l            ND            25.      
     Acrylonitrile                   ug/l            ND             5.0     
     Benzene                         ug/l            ND             1.0     
     Bromochloromethane              ug/l            ND             1.0     
     Bromodichloromethane            ug/l            ND             1.0     
     Bromoform                       ug/l            ND             1.0     
     Bromomethane                    ug/l            ND             1.0     
     2-Butanone (MEK)                ug/l            ND             2.0     
     Carbon disulfide                ug/l            ND             2.0     
     Carbon tetrachloride            ug/l            ND             1.0     
     Chlorobenzene                   ug/l            ND             1.0     
     Chloroethane                    ug/l            ND             1.0     
     Chloroform                      ug/l            ND             1.0     
     Chloromethane                   ug/l            ND             1.0     
     1,2-Dibromo-3-chloropropane     ug/l            ND             1.0     
     Dibromochloromethane            ug/l            ND             1.0     
     1,2-Dibromoethane (EDB)         ug/l            ND             1.0     
     Dibromomethane                  ug/l            ND             1.0     
     1,2-Dichlorobenzene             ug/l            ND             1.0     
     1,4-Dichlorobenzene             ug/l            ND             1.0     
     trans-1,4-Dichloro-2-butene     ug/l            ND             1.0     
     1,1-Dichloroethane              ug/l            ND             1.0     
     1,2-Dichloroethane              ug/l            ND             1.0     
     1,2-Dichloroethene (Total)      ug/l            ND             1.0     
     1,1-Dichloroethene              ug/l            ND             1.0     
     cis-1,2-Dichloroethene          ug/l            ND             1.0     
     trans-1,2-Dichloroethene        ug/l            ND             1.0     
     1,2-Dichloropropane             ug/l            ND             1.0     
     cis-1,3-Dichloropropene         ug/l            ND             1.0     
     trans-1,3-Dichloropropene       ug/l            ND             1.0     
     Ethylbenzene                    ug/l            ND             1.0     
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                                                   QUALITY CONTROL DATA
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     METHOD BLANK:  928226265
     Associated Lab Samples:     928211945
     
                                                    Blank       Reporting
     Parameter                       Units          Result      Limit     Footnotes 
     2-Hexanone                      ug/l            ND             5.0     
     Iodomethane                     ug/l            ND             5.0     
     Methylene chloride              ug/l             1.9           2.0     
     4-Methyl-2-pentanone (MIBK)     ug/l            ND             5.0     
     Styrene                         ug/l            ND             1.0     
     1,1,1,2-Tetrachloroethane       ug/l            ND             1.0     
     1,1,2,2-Tetrachloroethane       ug/l            ND             1.0     
     Tetrachloroethene               ug/l            ND             1.0     
     Toluene                         ug/l            ND             1.0     
     1,1,1-Trichloroethane           ug/l            ND             1.0     
     1,1,2-Trichloroethane           ug/l            ND             1.0     
     Trichloroethene                 ug/l            ND             1.0     
     Trichlorofluoromethane          ug/l            ND             1.0     
     1,2,3-Trichloropropane          ug/l            ND             1.0     
     Vinyl acetate                   ug/l            ND             1.0     
     Vinyl chloride                  ug/l            ND             1.0     
     Xylene (Total)                  ug/l            ND             2.0     
     m&p-Xylene                      ug/l            ND             2.0     
     o-Xylene                        ug/l            ND             1.0     
     Toluene-d8 (S)                  %              100                     
     4-Bromofluorobenzene (S)        %               97                     
     Dibromofluoromethane (S)        %               97                     
     1,2-Dichloroethane-d4 (S)       %               89                     
     
     _____________________________________________________________________________________________________________________________
     LABORATORY CONTROL SAMPLE: 928226273
     
                                                  Spike     LCS       LCS    % Rec
     Parameter                       Units        Conc.    Result    % Rec   Limits  Footnotes 
     Acetone                         ug/l         100.00    93.37       93   50-150        
     Acrylonitrile                   ug/l         250.00   261.4       105   50-150        
     Benzene                         ug/l          50.00    54.56      109   66-123        
     Bromochloromethane              ug/l          50.00    50.46      101   64-125        
     Bromodichloromethane            ug/l          50.00    47.01       94   66-126        
     Bromoform                       ug/l          50.00    45.91       92   50-132        
     Bromomethane                    ug/l          50.00    69.99      140   50-150        
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                                                   QUALITY CONTROL DATA
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     LABORATORY CONTROL SAMPLE: 928226273
     
                                                  Spike     LCS       LCS    % Rec
     Parameter                       Units        Conc.    Result    % Rec   Limits  Footnotes 
     2-Butanone (MEK)                ug/l         100.00    98.37       98   51-135        
     Carbon disulfide                ug/l          50.00    60.29      121   50-150        
     Carbon tetrachloride            ug/l          50.00    54.69      109   65-134        
     Chlorobenzene                   ug/l          50.00    53.07      106   66-123        
     Chloroethane                    ug/l          50.00    59.40      119   52-146        
     Chloroform                      ug/l          50.00    48.46       97   64-128        
     Chloromethane                   ug/l          50.00    45.58       91   25-127        
     1,2-Dibromo-3-chloropropane     ug/l          50.00    42.01       84   56-125        
     Dibromochloromethane            ug/l          50.00    46.73       94   57-131        
     1,2-Dibromoethane (EDB)         ug/l          50.00    49.67       99   64-123        
     Dibromomethane                  ug/l          50.00    53.00      106   64-122        
     1,2-Dichlorobenzene             ug/l          50.00    51.07      102   63-123        
     1,4-Dichlorobenzene             ug/l          50.00    50.54      101   62-123        
     trans-1,4-Dichloro-2-butene     ug/l          50.00    47.29       95   50-143        
     1,1-Dichloroethane              ug/l          50.00    55.78      112   64-132        
     1,2-Dichloroethane              ug/l          50.00    46.08       92   62-123        
     1,1-Dichloroethene              ug/l          50.00    48.21       96   62-139        
     cis-1,2-Dichloroethene          ug/l          50.00    51.04      102   65-130        
     trans-1,2-Dichloroethene        ug/l          50.00    49.56       99   67-134        
     1,2-Dichloropropane             ug/l          50.00    54.76      110   66-124        
     cis-1,3-Dichloropropene         ug/l          50.00    53.93      108   63-127        
     trans-1,3-Dichloropropene       ug/l          50.00    51.13      102   61-126        
     Ethylbenzene                    ug/l          50.00    50.28      101   68-126        
     2-Hexanone                      ug/l         100.00    97.11       97   59-131        
     Iodomethane                     ug/l         100.00   117.1       117   50-150        
     Methylene chloride              ug/l          50.00    50.63      101   54-132        
     4-Methyl-2-pentanone (MIBK)     ug/l         100.00    94.16       94   58-130        
     Styrene                         ug/l          50.00    53.26      107   65-127        
     1,1,1,2-Tetrachloroethane       ug/l          50.00    48.32       97   65-125        
     1,1,2,2-Tetrachloroethane       ug/l          50.00    48.64       97   58-124        
     Tetrachloroethene               ug/l          50.00    52.55      105   50-150        
     Toluene                         ug/l          50.00    52.04      104   66-125        
     1,1,1-Trichloroethane           ug/l          50.00    49.81      100   65-133        
     1,1,2-Trichloroethane           ug/l          50.00    50.82      102   64-122        
     Trichloroethene                 ug/l          50.00    55.42      111   63-134        
     Trichlorofluoromethane          ug/l          50.00    52.64      105   54-135        
     1,2,3-Trichloropropane          ug/l          50.00    48.06       96   63-124        
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                                                   QUALITY CONTROL DATA
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     LABORATORY CONTROL SAMPLE: 928226273
     
                                                  Spike     LCS       LCS    % Rec
     Parameter                       Units        Conc.    Result    % Rec   Limits  Footnotes 
     Vinyl acetate                   ug/l         100.00   107.9       108   50-150        
     Vinyl chloride                  ug/l          50.00    51.65      103   50-130        
     m&p-Xylene                      ug/l         100.00   102.8       103   66-126        
     o-Xylene                        ug/l          50.00    51.50      103   65-126        
     Toluene-d8 (S)                                                     99   70-120        
     4-Bromofluorobenzene (S)                                           99   76-112        
     Dibromofluoromethane (S)                                           98   86-119        
     1,2-Dichloroethane-d4 (S)                                          90   79-130        
     
     _____________________________________________________________________________________________________________________________
     MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 928232644  928232651
     
                                                928225028     Spike       MS        MSD       MS    MSD   % Rec       Max
     Parameter                       Units       Result       Conc.     Result     Result   % Rec % Rec   Limits RPD  RPD  Footnotes 
     Benzene                         ug/l           0          50.00     52.88      65.79     106   132   53-134  22
     Chlorobenzene                   ug/l           0          50.00     51.47      65.35     103   131   53-133  24
     1,1-Dichloroethene              ug/l           0          50.00     46.34      55.42      93   111   50-146  18
     Toluene                         ug/l           0          50.00     49.65      61.69      99   123   51-133  22
     Trichloroethene                 ug/l           0          50.00     55.08      66.30     110   133   55-138  18
     Toluene-d8 (S)                                                                           100   100   70-120
     4-Bromofluorobenzene (S)                                                                  98    99   76-112
     Dibromofluoromethane (S)                                                                 102   100   86-119
     1,2-Dichloroethane-d4 (S)                                                                 96    96   79-130
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
     
          Date: 04/26/07                                                                                                                         Page: 31 of 39
          
          
     



     
     
                                                   QUALITY CONTROL DATA
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
            QC Batch: 184970                           Analysis Method: EPA 7470                         
     QC Batch Method: EPA 7470                    Analysis Description: Mercury, CVAAS, in Water
     Associated Lab Samples:         928211879    928211887    928211895    928211903    928211911
                                      928211929    928211937    928211945
     
     _____________________________________________________________________________________________________________________________
     METHOD BLANK:  928213263
     Associated Lab Samples:     928211879    928211887    928211895    928211903    928211911    928211929    928211937
                                  928211945
     
                                                    Blank       Reporting
     Parameter                       Units          Result      Limit     Footnotes 
     Mercury                         ug/l            ND             0.20    
     
     _____________________________________________________________________________________________________________________________
     LABORATORY CONTROL SAMPLE: 928213271
     
                                                  Spike     LCS       LCS    % Rec
     Parameter                       Units        Conc.    Result    % Rec   Limits  Footnotes 
     Mercury                         ug/l          2.500     2.500     100   80-120        
     
     _____________________________________________________________________________________________________________________________
     MATRIX SPIKE: 928213289
     
                                                928212406     Spike       MS       MS   % Rec
     Parameter                       Units       Result       Conc.     Result   % Rec  Limits Footnotes 
     Mercury                         ug/l           0          2.500      1.650     66  75-125           1
     
     _____________________________________________________________________________________________________________________________
     SAMPLE DUPLICATE: 928213297
     
                                                  928212414      DUP             Max
     Parameter                       Units         Result      Result      RPD   RPD   Footnotes 
     Mercury                         ug/l             0.2700      0.3100    14    25   
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                                                   QUALITY CONTROL DATA
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
            QC Batch: 185471                           Analysis Method: EPA 6010                         
     QC Batch Method: EPA 3010                    Analysis Description: Metals by Trace ICP
     Associated Lab Samples:         928211879
     
     _____________________________________________________________________________________________________________________________
     METHOD BLANK:  928235365
     Associated Lab Samples:     928211879
     
                                                    Blank       Reporting
     Parameter                       Units          Result      Limit     Footnotes 
     Antimony                        ug/l            ND             5.0     
     Arsenic                         ug/l            ND             5.0     
     Barium                          ug/l            ND             5.0     
     Beryllium                       ug/l            ND             1.0     
     Cadmium                         ug/l            ND             1.0     
     Chromium                        ug/l             0.44          5.0     
     Cobalt                          ug/l            ND             5.0     
     Copper                          ug/l            ND             2.0     
     Lead                            ug/l            ND             5.0     
     Nickel                          ug/l             3.3           5.0     
     Selenium                        ug/l            ND            10.      
     Silver                          ug/l            ND             5.0     
     Thallium                        ug/l            ND            10.      
     Vanadium                        ug/l            ND             5.0     
     Zinc                            ug/l             8.2          10.      
     
     _____________________________________________________________________________________________________________________________
     LABORATORY CONTROL SAMPLE: 928235373
     
                                                  Spike     LCS       LCS    % Rec
     Parameter                       Units        Conc.    Result    % Rec   Limits  Footnotes 
     Antimony                        ug/l         500.00   508.0       102   80-120        
     Arsenic                         ug/l         500.00   504.0       101   80-120        
     Barium                          ug/l         500.00   480.0        96   80-120        
     Beryllium                       ug/l         500.00   555.0       111   80-120        
     Cadmium                         ug/l         500.00   517.0       103   80-120        
     Chromium                        ug/l         500.00   507.0       101   80-120        
     Cobalt                          ug/l         500.00   504.0       101   80-120        
     Copper                          ug/l         500.00   486.0        97   80-120        
     Lead                            ug/l         500.00   512.0       102   80-120        
     Nickel                          ug/l         500.00   517.0       103   80-120        
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                                                   QUALITY CONTROL DATA
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     LABORATORY CONTROL SAMPLE: 928235373
     
                                                  Spike     LCS       LCS    % Rec
     Parameter                       Units        Conc.    Result    % Rec   Limits  Footnotes 
     Selenium                        ug/l         500.00   494.0        99   80-120        
     Silver                          ug/l         250.00   241.0        96   80-120        
     Thallium                        ug/l         500.00   493.0        99   80-120        
     Vanadium                        ug/l         500.00   500.0       100   80-120        
     Zinc                            ug/l         500.00   498.0       100   80-120        
     
     _____________________________________________________________________________________________________________________________
     MATRIX SPIKE: 928235381
     
                                                928228410     Spike       MS       MS   % Rec
     Parameter                       Units       Result       Conc.     Result   % Rec  Limits Footnotes 
     Antimony                        ug/l           0         500.00    508.0      102  80-120
     Arsenic                         ug/l           6.570     500.00    518.0      102  80-120
     Barium                          ug/l          16.50      500.00    488.0       94  80-120
     Beryllium                       ug/l           0         500.00    555.0      111  80-120
     Cadmium                         ug/l           0         500.00    511.0      102  80-120
     Chromium                        ug/l           0         500.00    502.0      100  80-120
     Cobalt                          ug/l           0         500.00    466.0       93  80-120
     Copper                          ug/l           4.580     500.00    491.0       97  80-120
     Lead                            ug/l           0         500.00    498.0      100  80-120
     Nickel                          ug/l           0.2000    500.00    508.0      102  80-120
     Selenium                        ug/l           6.870     500.00    506.0      100  80-120
     Silver                          ug/l           0.00700   250.00    239.0       96  80-120
     Thallium                        ug/l           1.690     500.00    484.0       96  80-120
     Vanadium                        ug/l           3.820     500.00    503.0      100  80-120
     Zinc                            ug/l          15.90      500.00    504.0       98  80-120
     
     _____________________________________________________________________________________________________________________________
     SAMPLE DUPLICATE: 928235399
     
                                                  928228428      DUP             Max
     Parameter                       Units         Result      Result      RPD   RPD   Footnotes 
     Antimony                        ug/l            ND          ND         NC    20   
     Arsenic                         ug/l            ND          ND         NC    20   
     Barium                          ug/l           200.0       210.0        2    20   
     Beryllium                       ug/l            ND          ND         NC    20   
     Cadmium                         ug/l            ND          ND         NC    20   
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                                                   QUALITY CONTROL DATA
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     SAMPLE DUPLICATE: 928235399
     
                                                  928228428      DUP             Max
     Parameter                       Units         Result      Result      RPD   RPD   Footnotes 
     Chromium                        ug/l           250.0       260.0        3    20   
     Cobalt                          ug/l             3.000       2.900      0    20   
     Copper                          ug/l             1.800       1.900      0    20   
     Lead                            ug/l             5.400       5.500      3    20   
     Nickel                          ug/l             2.000      ND         NC    20   
     Selenium                        ug/l            13.00       15.00      14    20   
     Silver                          ug/l             1.900       1.900      0    20   
     Thallium                        ug/l            ND          ND         NC    20   
     Vanadium                        ug/l             7.100       7.700      8    20   
     Zinc                            ug/l            26.00       28.00       6    20   
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                                                   QUALITY CONTROL DATA
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
            QC Batch: 185474                           Analysis Method: EPA 6010                         
     QC Batch Method: EPA 3010                    Analysis Description: Metals by Trace ICP
     Associated Lab Samples:         928211887    928211895    928211903    928211911    928211929
                                      928211937    928211945
     
     _____________________________________________________________________________________________________________________________
     METHOD BLANK:  928235480
     Associated Lab Samples:     928211887    928211895    928211903    928211911    928211929    928211937    928211945
     
                                                    Blank       Reporting
     Parameter                       Units          Result      Limit     Footnotes 
     Antimony                        ug/l            ND             5.0     
     Arsenic                         ug/l            ND             5.0     
     Barium                          ug/l            ND             5.0     
     Beryllium                       ug/l            ND             1.0     
     Cadmium                         ug/l            ND             1.0     
     Chromium                        ug/l            ND             5.0     
     Cobalt                          ug/l            ND             5.0     
     Copper                          ug/l            ND             2.0     
     Lead                            ug/l            ND             5.0     
     Nickel                          ug/l            ND             5.0     
     Selenium                        ug/l            ND            10.      
     Silver                          ug/l            ND             5.0     
     Thallium                        ug/l            ND            10.      
     Vanadium                        ug/l            ND             5.0     
     Zinc                            ug/l             6.1          10.      
     
     _____________________________________________________________________________________________________________________________
     LABORATORY CONTROL SAMPLE: 928235498
     
                                                  Spike     LCS       LCS    % Rec
     Parameter                       Units        Conc.    Result    % Rec   Limits  Footnotes 
     Antimony                        ug/l         500.00   519.0       104   80-120        
     Arsenic                         ug/l         500.00   529.0       106   80-120        
     Barium                          ug/l         500.00   483.0        97   80-120        
     Beryllium                       ug/l         500.00   534.0       107   80-120        
     Cadmium                         ug/l         500.00   532.0       106   80-120        
     Chromium                        ug/l         500.00   529.0       106   80-120        
     Cobalt                          ug/l         500.00   508.0       102   80-120        
     Copper                          ug/l         500.00   489.0        98   80-120        
     Lead                            ug/l         500.00   530.0       106   80-120        
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                                                   QUALITY CONTROL DATA
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     LABORATORY CONTROL SAMPLE: 928235498
     
                                                  Spike     LCS       LCS    % Rec
     Parameter                       Units        Conc.    Result    % Rec   Limits  Footnotes 
     Nickel                          ug/l         500.00   526.0       105   80-120        
     Selenium                        ug/l         500.00   516.0       103   80-120        
     Silver                          ug/l         250.00   256.0       102   80-120        
     Thallium                        ug/l         500.00   516.0       103   80-120        
     Vanadium                        ug/l         500.00   512.0       102   80-120        
     Zinc                            ug/l         500.00   510.0       102   80-120        
     
     _____________________________________________________________________________________________________________________________
     MATRIX SPIKE: 928235506
     
                                                928211887     Spike       MS       MS   % Rec
     Parameter                       Units       Result       Conc.     Result   % Rec  Limits Footnotes 
     Antimony                        ug/l           0.3850    500.00    512.0      102  80-120
     Arsenic                         ug/l           0.09100   500.00    526.0      105  80-120
     Barium                          ug/l          53.50      500.00    518.0       93  80-120
     Beryllium                       ug/l           0         500.00    532.0      106  80-120
     Cadmium                         ug/l           0         500.00    522.0      104  80-120
     Chromium                        ug/l           0         500.00    522.0      104  80-120
     Cobalt                          ug/l           6.050     500.00    496.0       98  80-120
     Copper                          ug/l           0         500.00    474.0       95  80-120
     Lead                            ug/l           0         500.00    514.0      103  80-120
     Nickel                          ug/l           1.880     500.00    510.0      102  80-120
     Selenium                        ug/l           1.420     500.00    512.0      102  80-120
     Silver                          ug/l           0.08700   250.00    252.0      101  80-120
     Thallium                        ug/l           0.6950    500.00    499.0      100  80-120
     Vanadium                        ug/l           0.07900   500.00    505.0      101  80-120
     Zinc                            ug/l          23.20      500.00    522.0      100  80-120
     
     _____________________________________________________________________________________________________________________________
     SAMPLE DUPLICATE: 928235514
     
                                                  928211895      DUP             Max
     Parameter                       Units         Result      Result      RPD   RPD   Footnotes 
     Antimony                        mg/l            ND          ND         NC    20   
     Arsenic                         mg/l            ND          ND         NC    20   
     Barium                          mg/l           140.0        ND         NC    20   
     Beryllium                       mg/l            ND          ND         NC    20   
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                                                   QUALITY CONTROL DATA
     
     
                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     SAMPLE DUPLICATE: 928235514
     
                                                  928211895      DUP             Max
     Parameter                       Units         Result      Result      RPD   RPD   Footnotes 
     Cadmium                         mg/l            ND          ND         NC    20   
     Chromium                        mg/l            ND          ND         NC    20   
     Cobalt                          mg/l            61.00       ND         NC    20   
     Copper                          mg/l            ND          ND         NC    20   
     Lead                            mg/l            ND          ND         NC    20   
     Nickel                          mg/l             4.100      ND         NC    20   
     Selenium                        mg/l             6.100      ND         NC    20   
     Silver                          mg/l            ND          ND         NC    20   
     Thallium                        mg/l            ND          ND         NC    20   
     Vanadium                        mg/l            ND          ND         NC    20   
     Zinc                            mg/l            21.00       ND         NC    20   
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                                                                           Lab Project Number: 92141536
                                                                            Client Project ID: Jackson Co. LF 2040.12
     _____________________________________________________________________________________________________________________________
     QUALITY CONTROL DATA PARAMETER FOOTNOTES
     
     Consistent with EPA guidelines, unrounded concentrations are displayed and have been used to calculate % Rec and RPD values.
     
          LCS(D)  Laboratory Control Sample (Duplicate)
          MS(D)   Matrix Spike (Duplicate)
          DUP     Sample Duplicate
          ND      Not detected at or above adjusted reporting limit
          NC      Not Calculable
          J       Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit
          MDL     Adjusted Method Detection Limit
          RPD     Relative Percent Difference
          (S)     Surrogate
          [1]     The spike recovery was outside acceptance limits for the MS and /or MSD due to matrix interference. The LCS 
                  and/or LCSD were within acceptance limits showing that the laboratory is in control and the data is 
                  acceptable. 
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